
ANNEXURE –I 

 

DETAIL LIST  OF THE FUNCTIONAL EQUIPMENTS 

DR. RAM MANOHAR LOHIA HOSPITAL, NEW DELHI(UPTO 25/09/2019) 
 

Name of the Deptt.       Respiratory Lab    (Sleep Lab)       Total No. of Equipments:     07 . 

 

S. No. Name of the Equipments Qty Date of 

installation of 

each equipment 

Functional or Non 

Functional 

Time since Non 

functional 

Reason   for Non 

functional 

Remarks 

1 Fiberotic Bronchoscope BFXT-30  

With accessories 

1 9.4.99 Functional  N/A N/A  

2 

 

Fiberoptic Bronchoscope BFPE 2 

With accessories 

1 7.10.05 Functional  N/A N/A  

3. ECG Machine(Resp.Lab) 

Model:9108,S.No.DUTB2L1784 

1 01.02.2013 Functional  N/A N/A  

4 Portable Sleep Apnea Screener with 

accessories (Alice PDX) 

1 18.01.2016 Functional  N/A N/A  

5 Lung Volume & Diffusion Appratus 01 09.10.2015 Functional  N/A N/A  

6 PFT machine (spirometer) computer etc. 

(Easy on PC) 

01 29.01.2016 Functional  N/A N/A  

7 Polysomnography System with accessories 1 12.08.2015 Functional  N/A N/A  

 Total 07      
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Name of the Deptt.       Nursing Home         Total No. of Equipments-49 

S. No. Name of the Equipments Qty Date of installation 

of each equipment 

Functional or Non 

Functional 

Time since 

Non 

functional 

Reason   for 

Non 

functional 

Remarks 

1 Portable Ventilator 1 30.03.2005 Functional  N/A N/A  

2 

 

Nikon Kohden Monitor 3 16.01.2007 Functional  N/A N/A  

3 

 

Montara ELI 100 ECG Machine 2 29.3.1994 Functional  N/A N/A  

4 

 

Lifepack 12 1 26.07.2001 Functional  N/A N/A  

5 Ventilator(Drager) 

 

1 22.08.2001 Functional  N/A N/A  

6 Bipap Machine 

 

3 13.08.2001 

17.09.2005 

Functional  N/A N/A  

7 ICU Bed 06 

 

27.01.2009 

 

Functional  N/A N/A  

8 ICU Bed 08 19.03.2009 Functional  N/A N/A  

9 Portable Ultrsound Machine with 

CVY 

01 27.09.2010 Functional  N/A N/A  

10 Examination Table 01 28.09.2010 Functional  N/A N/A  

11 ICU Beds (Electric) BA-8800 16 04.10.2010 Functional  N/A N/A  

12 Central Station with 8 bed side 

monitor 

1 08.10.2009 Functional  N/A N/A  

13 Ventilator with compatible 

Monitoring System (Extend) 

4 22.11.2010 Functional  N/A N/A  

14. Defibrillator Monitor-Heartstart XL 01 10.02.2011 Functional  N/A N/A  

 Total 49      
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Name of the Deptt.      - Ground Floor OT          Total No. of Equipments-50  

 

S. No. Name of the Equipments Qty Date of installation 

of each equipment 

Functional or Non 

Functional 

Time since Non 

functional 

Reason   for Non 

functional 

Remarks 

1 Autoclave 

 

2 05.06.1999 

08.10.2002 

Functional  N/A N/A  

2 

 

Boyles Appratus 4 16.02.1984 

10.07.1995 

02.11.2001 

Functional  N/A N/A  

3 Hot & Cold Saline 1 07.02.2001 Functional  N/A N/A  

4 

 

C-Arm 

(M/s Empire Instrumentation) 

1 07.09.1995 Functional  N/A N/A  

5 

 

Diathermy Eschmann 2 06.05.1986 

04.11.1986 

Functional  N/A N/A  

6 Aesculap Cautry 1 16.02.2000 Functional  N/A N/A  

7 L &T Cautry 1 15.01.1996 Functional  N/A N/A  

8 ALSA Cautry 1 25.11.2002 Functional  N/A N/A  

9 Valley Lab 1 30.03.2005 Functional  N/A N/A  

10 CUSA  1 13.10.2003 Functional  N/A N/A  

11 Defibrillator Monitor 1 10.07.1995 Functional  N/A N/A  

12 Neuro Endoscope 1 18.10.2005 Functional  N/A N/A  

13 Head Light 2 28.01.1997 Functional  N/A N/A  

14 OT Ceiling light 2 05.03.1986 Functional  N/A N/A  

15. 

 

Portable Light 2 22.08.1985 Functional  N/A N/A  

16 Life pack 6 1 03.12.1984 Functional  N/A N/A  

17 

 

Microscope OM 5 2 18.10.1995 

17.02.1997 

Functional  N/A N/A  
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18 Lieca Microscope 1 17.05.2005 Functional  N/A N/A  

19 Molar Microscope 1 05.12.2001 Functional  N/A N/A  

20 Nerve Stimulator 1 02.04.1999 Functional  N/A N/A  

21 Nicolet Microguide System 1 28.04.2004 Functional  N/A N/A  

22 Scrubbing machine 2 27.09.2002 Functional  N/A N/A  

23 OT Table 2 05.03.1986 Functional  N/A N/A  

24 Monarka table 1 12.04.1994 Functional  N/A N/A  

25 OT Table 1115 Delta Classic 1 18.10.2008 Functional  N/A N/A  

26 Luxtec Xenon Light source 2 02.02.2010 Functional  N/A N/A  

27 Endoscopy Monitor, 

Model:SC-5X19-A 1203 

1 16.05.2011 Functional  N/A N/A  

28 Operating Microscope 

Model:OPMI PENTERO 

1 03.03.2011 Functional  N/A N/A  

29 Cautery Machine Model:Mega 

power 

1 27.06.2011 Functional  N/A N/A  

30 Portable Defibrillator Monitor 1 13.10.2010 Functional  N/A N/A  

31. Bench Top Autoclave,  

Model:SA 260 MA, 

S.No.120405011-05 

1 30.07.2012 Functional  N/A N/A  

32. Ambu Scope Monitor, Cat 

No.401001001, S.No.P.1251499 

1 01.08.2013 Functional  N/A N/A  

33. OT Light, Model:Harmony vLED 1 25.11.2014 Functional  N/A N/A  

34. OT Table,Model:TS-105 of 

TS145 

S.No.02394 

1 03.12.2014 Functional  N/A N/A  

35. Autoclave High Speed, 

Model:HSS-12 

1 01.02.2014 Functional  N/A N/A  

36. Defibrilator with Mnitor & 2 30.02.2015 Functional  N/A N/A  
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External Pacing Facility Model 

Defimonitor EVO 

37. Aneurysm Clips and Applicators 1 16.01.2016 Functional  N/A N/A  

 Total 50      

 

 

 

Name of the Deptt.       Emergency OT         Total No. Of Equipments-18. 

 

S. No. Name of the Equipments Qty Date of 

installation of 

each equipment 

Functional or Non 

Functional 

Time since Non 

functional 

Reason   for Non 

functional 

Remarks 

1 Boyle apparatus Excel 1 19.07.2003 Functional  N/A N/A  

2 Boyles Apparatus Excel 1 19.12.2004 Functional  N/A N/A  

3 Cautry Machine Excel 200 1 17.02.2003 Functional  N/A N/A  

4. ECG Cardiac Monitor Agilent 1 13.07.2001 Functional  N/A N/A  

5 ECG Cardiac Monitor Cardiocap-5 1 March-2003 Functional  N/A N/A  

6 O.T. Light Berchtold 1 17.10.1995 Functional  N/A N/A  

7 Bench Top Autoclave 1 01.09.2008 Functional  N/A N/A  

8 

 

High Speed Sterilizer,model 16HS/E 

S.No.1715 

1 09.10.2006 Functional  N/A N/A  

9 

 

Autoclave Yorko 1 30.03.1995 Functional  N/A N/A  

10 

 

Portable OT light Philips S.No.68191 1 07.12.2006 Functional  N/A N/A  

11 Portable Ventilator 1 19.06.2009 Functional  N/A N/A  

12 Mobile C-Arm with Accessories 1 07.04.2007 Functional  N/A N/A  

13. Portable Defibrillator Monitor 1 13.10.2010 Functional  N/A N/A  
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14. Operation Table,Model:Dr.Max 

7000SK 

S.No.A122-K6-0001 

1 28.10.2011 Functional  N/A N/A  

15. Ambu Scope Monitor, Cat 

No.401001001, S.No.P1251528 

1 01.08.2013 Functional  N/A N/A  

16. Operation Table, Model:Steris 

Surginox, Cat No.ST 4080/B202) 

Make:Steris,USA, 

S.No.15065 with accessories 

1 23.06.2012 Functional  N/A N/A  

17. Bronchofiberscope with Std set of 

accessories, Cat No.BF-

PE2,S.No.2403199 

1 05.12.2014 Functional  N/A N/A  

18 Defibrilator with Mnitor & External 

Pacing Facility Model Defimonitor 

EVO 

1 30.02.2015 Functional  N/A N/A  

 Total 18      

 

 

 

Name of the Deptt.       New  OT          Total No. Of Equipments-54    .       

S. 

No. 

Name of the Equipments Qty Date of installation 

of each equipment 

Functional or Non 

Functional 

Time since Non 

functional 

Reason   for 

Non functional 

Remarks 

1 Shadowless ceiling light 1 10.07.1993 Functional  N/A N/A  

2 Shadowless ceiling light Philips 1 16.12.2005 Functional  N/A N/A  

3 Portable spot light  2 13.06.2000 Functional  N/A N/A  

4 Cautry Easchmann 1 11.06.1987 Functional  N/A N/A  

5 Martin Cautry 1 05.04.1991 Functional  N/A N/A  

6 Ausculap Cautry 1 28.07.2003 Functional  N/A N/A  
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7 Pneumatic tourniquet  1 31.01.2002 Functional  N/A N/A  

8 Microscope Plastic 1 15.03.2004 Functional  N/A N/A  

9 Ampligrefee skin graft Mesher 1 14.12.2001 Functional  N/A N/A  

10 Cautry Valley Lab 2 23.06.1995 Functional  N/A N/A  

11 Dermtom zimmer 1 04.04.2005 Functional  N/A N/A  

12 Paed. Laproscope set 1 14.03.2001 Functional  N/A N/A  

13 Paranasal Endoscope 1 21.02.2002 Functional  N/A N/A  

14 ENT Drill Bone air 1 23.11.2001 Functional  N/A N/A  

15. ENT Drill Novag 1 19.04.2002 Functional  N/A N/A  

16 ENT Drill Ausculap 1 23.04.1996 Functional  N/A N/A  

17 Micro Cautry 1 16.04.2004 Functional  N/A N/A  

18 Microscope zeiss 1 29.12.1992 Functional  N/A N/A  

19 ENT Microscope 1 20.05.2004 Functional  N/A N/A  

20 ENT Head Light with light source 2 27.04.2005 Functional  N/A N/A  

21 Cardiac Defibrillator 1 08.03.2001 Functional  N/A N/A  

22 Cardiac Defibrillator  1 22.06.1995 Functional  N/A N/A  

23 Cardiac Defibrillator 1 17.07.2001 Functional  N/A N/A  

24 Hypothermia Machine 1 08.06.2004 Functional  N/A N/A  

25 OT Table 2 23.03.2006 Functional  N/A N/A  

26 OT Table 1115 Delta Classic 1 18.10.2008 Functional  N/A N/A  

27 Horizontal Rectangular Type Steam 

Sterilizer 

1 11.08.2009 Functional  N/A N/A  

28 Electro Surgical Cautry (Shalya MX) 04 29.09.2009 Functional  N/A N/A  

29. Paed.Cysto-Resectoscope 01 29.01.2011 Functional  N/A N/A  

30. Compression System for DVT 

Prevention Model:DVT 2600 

S.Nos.1100179,181 

02 01.10.2011 Functional  N/A N/A  

31. Retromolar Intubation Scope 01 11.10.2011 Functional  N/A N/A  
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32. Polyscope Flexible Endoscopic System 

consisting of accessories & 

disposables 

01 04.02.2012 Functional  N/A N/A  

33. Fiberoptic Bronchoscope Adult 

alongwith accessories, Make: 

Olympus,  

Item Code:BF-PE2/2102728 

01 21.08.2012 Functional  N/A N/A  

34. ICU Bed cum Trolley,Model:AICU 

1005, Instacare 5 series,New 

OT(Surgery) 

02 27.02.2014 Functional  N/A N/A  

35. Portable Suction Machine,  

Model:B4/SLT 30 2 Exp. 

S.No.3227 PM-08/13,3228 PM-

08/13,3229 PM-08/13,New 

OT(Surgery) 

03 29.01.2014 Functional  N/A N/A  

36. Portable OT Light,Model:Cooled LMS 

19 with ULS, New OT(Surgery) 

02 26.03.2014 Functional  N/A N/A  

37. Advance FESS Set 01  23.07.2014 Functional  N/A N/A  

38. Bipolar Radio Frequency Induced 

Thermotherapy Unit, Model:Celon Lab 

ENT,S.No.14107W500007 

01 27.08.2014 Functional  N/A N/A  

39 High speed sterilizer Model: YSU-407 

Sr. No.14H-331,14H332 

2 28.02.2015 Functional  N/A N/A  

40 Defibrilator with Mnitor & External 

Pacing Facility Model Defimonitor EVO 

2 30.02.2015 Functional  N/A N/A  

 Total 54      
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Name of the Deptt.      ENT           Total No. Of Equipments-43 . 

S.NO. NAME OF THE EQUIPMENT QTY DATE OF 

INSTALLATION 

Functional or Non 

Functional 

Time since Non 

functional 

Reason   for 

Non functional 

Remarks 

1. Audiometer with transformer 1 09.01.2001 Functional  N/A N/A  

2. Elkon Impedance audiometer 1 30.09.2006 Functional  N/A N/A  

3. Nasal Endoscope  2 15.01.2008 Functional  N/A N/A  

4. Nasal Endoscope set 1 21.02.2002 Functional  N/A N/A  

5. Operating Microscope 1 05.03.2007 Functional  N/A N/A  

6.  Flexible Laryngopharyngoscope 1 24.04.2007 Functional  N/A N/A  

7. Flexible Laryngoscope 1 11.06.1999 Functional  N/A N/A  

8. BERA 1 28.03.2006 Functional  N/A N/A  

9. ENT Drill Bein Air 1 13.03.2007 Functional  N/A N/A  

10. ENT Dual Frequency Cautry 1 16.04.2004 Functional  N/A N/A  

11. Microscope ENT Leica 1 19.12.2003 Functional  N/A N/A  

12. Digital Image Management soft ware 

computer 

1 22.02.2008 Functional  N/A N/A  

13. Microdebreder (stryker) 1 22.04.2008 Functional  N/A N/A  

14 Facial N. Stimulator 1 03.03.2001 Functional  N/A N/A  

15 Drill Machine 1 23.11.2002 Functional  N/A N/A  

16 Skeeter Stapedotony drill 1 09.07.2008 Functional  N/A N/A  

17 Zeiss Microscope 2 29.12.2008 Functional  N/A N/A  

18 Nasal Endoscope (Flex) 1 05.05.2008 Functional  N/A N/A  

19 Magnifying Ragic Laryngoscope with 

light source 

2 04.07.2008 Functional  N/A N/A  

20 Micromotor Drill (TCM-3000) 2 26.06.2009 Functional  N/A N/A  

21 Vacuum Assisted Closure System for 

wound Healing with accessories (Invia 

Liberty) 

1 09.06.2010 Functional  N/A N/A  
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22 High Speed Otologic Drill with burrs 1 15.12.2010 Functional  N/A N/A  

23 Micro Debrider System 1 27.03.2008 Functional  N/A N/A  

24 Operating Microscope with 

accessories OPMI 

1 13.08.2010 Functional  N/A N/A  

25 NS Unit 1 26.03.2010 Functional  N/A N/A  

26. Optical View Laryngoscope(Adult 

Set)with Digital Display  

1 09.05.2011 Functional  N/A N/A  

27. 90 degrees Magnifying Laryngo 

Pharyngoscope Cat No.4450.57 

2 03.03.2011 Functional  N/A N/A  

28. Nasal Endoscopes & Forceps 1  Functional  N/A N/A  

29. Pure Tone Audiometer, 

Model:4002 system, S.No.4208-05 

1 20.09.2013 Functional  N/A N/A  

30. Impedence Audiometer,  

Model:Inventis Flute H.F. 

S.No.IMIDE13100173 

1 17.10.2013 Functional  N/A N/A  

31. Functional Endoscopic unit with HD 

Med. Video Camera 

Model:1288,S.No.131020134(New OT) 

01  21.05.2014 Functional  N/A N/A  

32. ESSX MICRO Debrider M/s Strykar 01 20.06.2015 Functional  N/A N/A  

33 ENT Treatment Unit With 

Model:OCTOCOMP ACT Stell Sr. 

No.BP140080, BP140081  

2 20.04.2015 Functional  N/A N/A   

34 Defibrillator with External 

Pacemmaker with accessories Model 

beneherat D6 

2 20.04.2015 Functional  N/A N/A   

35 90° Laryngosocope & Xenon Light 

Source 

1 22.01.2016 Functional  N/A N/A  

36 ENT Operating Microscope 1 04.11.2015 Functional  N/A N/A  

 Total 43      
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Name of the Deptt.     Burn & Plastic        Total No. Of Equipments-36. 

 

S.NO. NAME OF THE EQUIPMENT QTY DATE OF 

INSTALLATION 

Functional or Non 

Functional 

Time since Non 

functional 

Reason   for 

Non functional 

Remarks 

1. Vital Parameter Monitor 01 21.02.2005 Functional  N/A N/A  

2. Multiparameter Monitor Portable 01 19.10.2002 Functional  N/A N/A  

3. Ventilator 01 25.04.2003 Functional  N/A N/A  

4. A.B.G Machine 01 27.11.2007 Functional  N/A N/A  

5. Recovery Blanket 01 30.05.2005 Functional  N/A N/A  

6. Millenia Vital Sign Monitor 01 08.02.2002 Functional  N/A N/A  

7. Medibath Shower 01 09.05.2001 Functional  N/A N/A  

8. Vascular Dopler 01 23.12.2007 Functional  N/A N/A  

9. Ellman Surgitron 01 30.05.2005 Functional  N/A N/A  

10. Aceptizer 01 08.08.2006 Functional  N/A N/A  

11. Refrigerator ( Skin Graft) 01 09.09.2005 Functional  N/A N/A  

12 Power assisted Liposuctuion system 

(PSI) 

01 01.05.2008 Functional  N/A N/A  

13 Watson skin grafting blade with spare 

blades 

01 03.12.2008 Functional  N/A N/A  

14 Titanium Osteo Systhesis Mini System 

set 

01 03.06.2009 Functional  N/A N/A  

15 Titanium Osteo Systhesis Micro 

fixation system 

01 03.06.2009 Functional  N/A N/A  

16 Ceiling OT Light (Philips) 01 28.08.2009 Functional  N/A N/A  

17 OT Table (Rapido) 01 13.11.2009 Functional  N/A N/A  

18 Electronic Tournequet with 

accessories (ATS-2000) 

01 21.01.2010 Functional  N/A N/A  

19 Skin Graft Mesher with accessories 01 05.02.2010 Functional  N/A N/A  
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20 Ascepticizer (Ultima) 01 09.02.2010 Functional  N/A N/A  

21 Vacuum Assisted Closure Device for 

Wounds with accessories 

02 08.06.2010 Functional  N/A N/A  

22 Micromotor System with accessories 

(Stryker) 

01 29.07.2010 Functional  N/A N/A  

23 Skin Grafting Mesher with accessories 01 11.08.2010 Functional  N/A N/A  

24 Ceiling Mounted OT Light with 

accessories (Harmony LC-500) 

01 21.08.2010 Functional  N/A N/A  

25. Central Monitoring 

system,Model:CentralAid Plus 

01 11.02.2011 Functional  N/A N/A  

26. Electro Surgical Unit Model:Surtron-

300HP 

Sl.No.3690101819-2011 

01 10.08.2011 Functional  N/A N/A  

27. OT Table Model:Steris SURGINOX,  

Cat No.(ST-4080/C202), S.No.15016 

01 01.06.2012 Functional  N/A N/A  

28. Skin Grafting Mesher, S.No.1333 01 07.05.2012 Functional  N/A N/A  

29. OT Light with Camera & Recording 

Device, 

S.No. Nil 

01 08.05.2012 Functional  N/A N/A  

30. Electronic  Tourniquet 

 Model: Tourniquet 5800 ELC 

01 20.12.2012 Functional  N/A N/A  

31. Fluid Warming Cabinet, Model:SWC-

36G, 

S.No.011812-710 

01 27.02.2013 Functional  N/A N/A  

   32. Ventilator High End ICU,Model:PB840 

S.No.3121118640(Ward 2) 

01 02.11.2013 Functional  N/A N/A  

33. Transport Monitor, Model:MEC 2000 

S.No.CV27108675,76 

02 02.11.2013 Functional  N/A N/A  
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Name of the Deptt.      FFOT, E.OT, OPD, Trauma OT 5TH Floor ( Orthopaedics)  Total No. Of Equipments-75.    

 

S. No. Name of the Equipments Qty Date of installation 

of each equipment 

Functional or Non 

Functional 

Time since Non 

functional 

Reason   for 

Non functional 

Remarks 

1. ATS/200 Touriqent system with cuff 02 10.02.2006 Functional  N/A N/A  

2. Image Intensifier C-Arm 01 23.10.2001 Functional  N/A N/A  

3. Pneumatic Tourniqent German VBM 01 17.08.2001 Functional  N/A N/A  

4. Arthroscopy Set ( smith & nephew) 01 21.07.2006 Functional  N/A N/A  

5. Ortho OT Table, P.Euro Meditools 01 10.07.2008 Functional  N/A N/A  

6. Autoclavable Electric Drill-Saw 01 07.06.2005 Functional  N/A N/A  

7. Mobile C-Arm 01 07.04.2007 Functional  N/A N/A  

8. Operation Table(Fracture) 01 16.05.2005 Functional  N/A N/A  

9. Hydrolic OT Table 03 16.05.2005 Functional  N/A N/A  

10. High Speed Sterilization Natt Steel, 

s.no.1915 

01 06.05.2008 Functional  N/A N/A  

11 Autoclavable Electric Drill and Saw-

Zimmer 

1 9.6.2005 Functional  N/A N/A  

12 Arthroscopy Setz accessories ( Karl 

Zeiss) 

1 7.6.1996 Functional  N/A N/A  

13 Bone Mill Johnson & Johnson 1 19.1.2004 Functional  N/A N/A  

14 Bench Top Autoclave 

s.no.VS.001B081593 

1 10.6.2008 Functional  N/A N/A  

34. Electric Dermatome with accessories 

Model:B, S.No.2-11561(New OT) 

01 07.12.2013 Functional  N/A N/A  

 Total 36      
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15 OT Table Surgery model TS-

200,S.No.0080 

1 16.6.2008 Functional  N/A N/A  

16 Ceiling Light Berchtold 03 20.6.2008 Functional  N/A N/A  

17 Ortho Table Zywice make 1 29.3.2008 Functional  N/A N/A  

18 C-Arm, M.Radius R9 1 31.3.2008 Functional  N/A N/A  

19 ICU Beds( trauma IV th Floor) 10 4.3.2008 Functional  N/A N/A  

20. OT Table Model:T20-a+ 01 3.3.11 Functional  N/A N/A  

21. High Speed Autoclave 

Model36SR/E/Spl/SD/HPHV/Automatic 

Operation Sl nos.517 

01 16.06.2011 Functional  N/A N/A  

22. Compression System for DVT 

Prevention Model:DVT 2600  

03 01.10.2011 Functional  N/A N/A  

23. Defibrilator with Mnitor & External 

Pacing Facility Model Defimonitor EVO 

01 30.02.2015 Functional  N/A N/A  

24. Laparoscopic Surgery Instrument Set 01 17.042015 Functional  N/A N/A  

25. DVT PUMP  MODEL: SCD 7000 02 08.05.2015 Functional  N/A N/A  

26. DVT PUMP MODEL: SCD 7000 04 06.05.2015 Functional  N/A N/A  

27. DVT PUMP MODEL:SCD 700 02 11.05.2015 Functional  N/A N/A  

28. DVT PUMP MODEL:SCD 700 11 29.04.2015 Functional  N/A N/A  

29. DVT PUMP MODEL:SCD 700 02 06.05.2015 Functional  N/A N/A  

30. DVT PUMP MODEL:SCD 700 02 11.05.2015 Functional  N/A N/A  

31. DVT PUMP MODEL:SCD 700 02 11.05.2015 Functional  N/A N/A  

32. OZOMED SMART LINE 01 05.08.2015 Functional  N/A N/A  

33 Combine Generator of Ultrasonic & 

Advance Radio Frequency Energy for 

cutting U coagulating  

01 31.12.2015 Functional  N/A N/A  

34 OT Light 03 08.02.2014 (FFOT) 

3.6.14 & 7.7.14 

Functional  N/A N/A  
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(New OT) 

35 OT Table 1 15.02.2016 Functional  N/A N/A  

36 OT Light with camera 2 13.1.16 Functional  N/A N/A  

37 Recording system 2 13.01.16 Functional  N/A N/A  

 Total: 75      

 

 

Name of the Deptt.    Trauma Care Centre, G.F.      Total No. Of Equipments:25. 

S. 

No. 

Name of the Equipments Qty Date of installation 

of each equipment 

Functional or Non 

Functional 

Time since Non 

functional 

Reason   for 

Non functional 

Remarks 

1. Transport Cum ICU Ventilator Model 

AIROX 

05 30.07.2008 Functional  N/A N/A  

2. ICU Beds with x-ray facilities 

S.No.0710300011,12, upto 20 

10 11.03.2008 Functional  N/A N/A  

3. Patient Monitoring System model 

Phillips Intellivue MP-60 S.No.DE 

73112548 

02 01.07.2008 Functional  N/A N/A  

4. E-Ventilator with accessories 01 14.10.2004   Functional  N/A N/A  

5. Savina Ventilator with accessories 01 04.06.2007 Functional  N/A N/A  

6. Savina Ventilator with accessories 01 04.06.2007 Functional  N/A N/A  

7. Savina Ventilator with accessories 01 04.06.2007 Functional  N/A N/A  

8 Life Pack with defibrillator with 

accessories s.no. 1429938 

01 22.04.2008 Functional  N/A N/A  

9. Nihon Kohden Defibrillator S.no.-

01361AA Model7731-K  

01 07.04.2008 Functional  N/A N/A  

10 Portable OT Light (Omni) 01 23.04.2010 Functional  N/A N/A  

11 OT Ceiling Light (OmniCoolex) 01 11.08.2010 Functional  N/A N/A  

 Total 25      
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Name of the Deptt.   Neurology        Total No. Of Equipments: 09. 

 

S. 

No. 

Name of the Equipments Qty Date of installation 

of each equipment 

Functional or Non 

Functional 

Time since Non 

functional 

Reason   for 

Non functional 

Remarks 

1. 

 

32-Channe Digital Machine (Indian) 01 Feb-2006 Functional  N/A N/A  

2. 4-Ch EMG/EP/NC system ( Indian) 01 Feb-2006 Functional  N/A N/A  

3. 16-Channel Analog EEG Machine ( 

Indian) 

01 Oct-01 Functional  N/A N/A  

4. 8-Channel Transcranial Doppler 

System ( US make) 

01 April-02 Functional  N/A N/A  

5 RF Module with high sensivity doppler 01 21.07.2008 Functional  N/A N/A  

6 Long term Monitoring Digital Video 

EEG System 

01 01.01.2009 Functional  N/A N/A  

7 32 Channel Digital EEG System 01 25.08.2009 Functional  N/A N/A  

8 4 Channel EMG/EP/NC meqasuring 

system 

01 20.07.2009 Functional  N/A N/A  

9. EEG Head Cap with accessories 01 30.09.2011 Functional  N/A N/A  

 Total 09      
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Name of the Deptt.  Bio-chemistry    Total No. Of Equipments:   28                                                                                                                                                                                          

  

S. 

No. 

Name of the Equipments Qty Date of installation 

of each equipment 

Functional or Non 

Functional 

Time since Non 

functional 

Reason   for 

Non functional 

Remarks 

1. Hitachi 912 & 902 Analyzer (Main Lab) 

T.Centre 

02 August-2002 Functional  N/A N/A  

2. Express Plus Auto analyzer 02 May 1995 Functional  N/A N/A  

3. Hitachi 902 auto analyzer 01 March-2007 Functional  N/A N/A  

4. Easylyte Na/k Analyzer 01 April-1990 Functional  N/A N/A  

5. Erbachem-pro ( Semi auto) 01 April-1998 Functional  N/A N/A  

6. EL-5 Elisa Strip Reader 01 March-1998 Functional  N/A N/A  

7. 9180-Electrolyte Analyzer 05 October-2004, 

Feb.2005 

Functional  N/A N/A  

8. Spectra Lab-Semiauto Analyzer 04 March-2005,feb-

2003 ,2005 

Functional  N/A N/A  

9. Tecan ELISA Plate Washer 01 April-2005 Functional  N/A N/A  

10 Chemiluminiscence Analyzer 02 June-2005 Functional  N/A N/A  

11. Olympus –AV-400 Analyzer 02 Dec-2007, April-

2008 

Functional  N/A N/A  

12. Navaphoxplus ABG Blood Gas Analyzer 01 May-2005 Functional  N/A N/A  

13 Micro Semi Auto analyzer 01 April/May-2005 Functional  N/A N/A  

14 Fully Automatic Elisa work Station  01 20.03.2009 Functional  N/A N/A  

15 Fully Automatic Chemistry Analyser 

with ISE & Vitorn 350 & accessories 

01 07.09.2009 Functional  N/A N/A  

16. Lab.Refrigerator Model:HLR 

125,Make-Helmer,USA.S.No.996388 

01 24.01.2011 Functional  N/A N/A  

17. Lab.Refrigerator Model:HLR 

125,S.Nos.997266 

01 21.4.2011 Functional  N/A N/A  
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 Total 28      

 

 

 

Name of the Deptt. EYE   Total No. Of Equipments: 40  . 

 

S. 

No. 

Name of the Equipments Qty Date of installation 

of each equipment 

Functional or Non 

Functional 

Time since Non 

functional 

Reason   for Non 

functional 

Remarks 

1. Slit Lamp Takagi sm 70 1 07.8.2006 Functional  N/A N/A  

2 Slit Lamp Shinippon Japan SL203 4 03.1.2007 Functional  N/A N/A  

3. Ultrasonic Pachymeter Mod.200P+ 1 28.2.2006 Functional  N/A N/A  

4. Yag Laser Model Yag-II p 1 20.11.2000 Functional  N/A N/A  

5 Argoneum Yag Laser 1 3.12.2002 Functional  N/A N/A  

6 Humphrey Field Analyzer 1 19.11.2003 Functional  N/A N/A  

7 Topan NCT 1 22.02.2005 Functional  N/A N/A  

8 AB Scan Sonometer 1 21.07.1999 Functional  N/A N/A  

9 Vitrictome 1 25.3.2005 Functional  N/A N/A  

10 Phaco Machine 1 30.8.1999 Functional  N/A N/A  

11 Leica Operating Microscope 1 17.05.2005 Functional  N/A N/A  

12 Takagi om5 op. Microscope 1 17.2.1997 Functional  N/A N/A  

13 Auto Ref Keratometer 1 16.01.2009 Functional  N/A N/A  

14 Fordus Camera Vacucamlite 1 30.4.2009 Functional  N/A N/A  

15 OT Ceiling Light 1 27.05.2009 Functional  N/A N/A  

16 Phaco Machine 2 02.02.2010 Functional  N/A N/A  

17 Specular Microscope EM-3000 1 02.03.2010 Functional  N/A N/A  

18 Ultrasound AB Scan with 10 Mhz A& B 

Scan Probe 

1 15.03.2010 Functional  N/A N/A  

19 Zoom Slit Lamp 05 03.05.2010 Functional  N/A N/A  
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20 Operating Microscope 01 01.06.2010 Functional  N/A N/A  

21 Contrast Sensitivity and Glare Test 

Unit 

01 08.08.11 Functional  N/A N/A  

22. Slit Lamp Model:SL-3G,S.No.Nil 02 29.05.2012 Functional  N/A N/A  

23. Photo Slit Lamp 

Model:SL-D7,S.No.7001042 with 

Applanation Tonometer, 

Model:R,S.No.08A12040 

01 15.02.13 Non-Functional  May, 2018 Installation fault 

in a camera. 

Instructions 

given to 

vendor to 

repair the 

same as soon 

as possible. 

24. Forum with visucum viewer with 

desktop computer, UPS, antivirus 

software and external disk 

01 27.11.2012 Functional  N/A N/A  

25. Advanced Phacoemulsification 

Machine Model: Alcons Infiniti Vision 

System S.No.1301255401X 

01 25.04.2013 Functional  N/A N/A  

26. ETDRS Chart 

Model:Digital Acuity Clear Chart 

S.Nos.50012-0313, 50013-0313 

02 17.06.2013 Functional  N/A N/A  

27. Visual Field Analyzer with accessories 

Model:745 I, 

S.No.745i-40219 

01 28.09.2013 Functional  N/A N/A  

28. Yag Laser, Model: YC-1800, 

S.No.83155 

01 13.12.13 Functional  N/A N/A  

29. Perkins Hand Held Applantion 

Tonometer, Model:MK3, 

S.No.0693T3,0692T3 

02 25.03.2014 Functional  N/A N/A  

 Total 40      
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Name of the Deptt.     Physiotherapy  Total No. Of Equipments:  22 . 

 

S. 

No. 

Name of the Equipments Qty Date of installation 

of each equipment 

Functional or Non 

Functional 

Time since Non 

functional 

Reason   for 

Non functional 

Remarks 

1. Laser 1 6.7.99 Functional  N/A N/A  

2 Phyaction 1 11.5.2000 Functional  N/A N/A  

3 Ltr+MWD 1 4.7.87 Functional  N/A N/A  

4 Electronic Rehabilator  1 9.12.2002 Functional  N/A N/A  

5 CPM 1 26.3.2004 Functional  N/A N/A  

6 Pulson 2 14.5.2005 Functional  N/A N/A  

7 MWD 1 27.7.2004 Functional  N/A N/A  

8 Wall Mounted Cervical Traction 1 17.1.2005 Functional  N/A N/A  

9 Combined Electrotherapy Unit 1 17.11.2006 Functional  N/A N/A  

10 SWD 500 ST 2 14.5.2005 Functional  N/A N/A  

11 Computerized Traction Unit wall  

Mounted 

1 20.12.2005 Functional  N/A N/A  

12 Combined Electrotherapy Unit ST30 1 27.7.2005 Functional  N/A N/A  

13. Combined Electrotherapy Unit ( 

Phyaction E+v) 

1 12.05.2009 Functional  N/A N/A  

14. Combined Microwave Traction Unit  1 20.2.2009 Functional  N/A N/A  

15 MWD 1 20.12.2005 Functional  N/A N/A  

16 Portable Laser Therapy Unit with 

Probe 

1 01.12.2009 Functional  N/A N/A  

17. Continuous & Pulsed Shortwave 

Diathermy, Model-DX500, 

S.No.1601,1602 

2 05.09.2013 Functional  N/A N/A  
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18. Ultrasound Therapy Unit,Model:US-

750,S.No.201405350018, 19 

02 14.10.2014 Functional  N/A N/A  

 Total 22      

 

Name of the Deptt.  M.N.H.(L.R.)  Total No. Of Equipments-02 . 

 

S. 

No. 

Name of the Equipments Qty Date of installation 

of each equipment 

Functional or Non 

Functional 

Time since Non 

functional 

Reason   for 

Non functional 

Remarks 

1. 

 

Big Autoclave 1 22.7.1998 Functional  N/A N/A  

2. 

 

CTG  Monitor 1 10.9.2005 Functional  N/A N/A  

 Total 02      

 

Name of the Deptt. Cytology  Total No. Of Equipments-04. 

S. 

No. 

Name of the Equipments Qty Date of installation 

of each equipment 

Functional or Non 

Functional 

Time since Non 

functional 

Reason   for 

Non functional 

Remarks 

1. 

 

Autoclave Slide Stainer( Varistain) 1 03.10.2000 Functional  N/A N/A  

2. 

 

Cytotek Centrifuge 1 14.5.2004 Functional  N/A N/A  

3. 

 

Microscope( Binocular) 1 9.11.1998 Functional  N/A N/A  

4. Trinocular Research Microscope 

Model:Ni-U(MBA92010) Sr. No.9.2094

  

1 04.02.2015 Functional  N/A N/A  

 Total 04      
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Name of the Deptt.   CSSD    Total No. Of Equipments-06. 

S. 

No. 

Name of the Equipments Qty Date of installation 

of each equipment 

Functional or Non 

Functional 

Time since Non 

functional 

Reason   for 

Non functional 

Remarks 

1. 

 

Rectangular Sterilizer ( Yorko) 01 31.3.1995 Functional  N/A N/A  

2. 

 

Sealing Machine ( Famos Venlo, 

Netherland) 

01 06.02.2001 Functional  N/A N/A  

3. 

 

Rectangular Sterilizer M.shah( 

Medicare Equipment CO.) 

02 22.11.2005 Functional  N/A N/A  

4. High Speed Autoclave 

Model:36SR/E/Spl/SD/HPHV/Automati

c Operation Sl.Nos.520,521 

02 03.08.2011 Functional  N/A N/A  

 Total 06  Functional  N/A N/A  

 

Name of the Deptt. Histo pathology    Total No. Of Equipments:23 . 

 

S. 

No. 

Name of the Equipments Qty Date of installation 

of each equipment 

Functional or Non 

Functional 

Time since Non 

functional 

Reason   for 

Non functional 

Remarks 

1. Microtome (Shandon) 1 07.06.2003 Functional  N/A N/A  

2 Autosharp( Shandon) 1 1983 Functional  N/A N/A  

3 Cryostate (Shandon Thermo) 1  Functional  N/A N/A  

4 Cryostate ( Yorco) 1  Functional  N/A N/A  

5 Histocentre ( Block Embedder) 1 29.04.2003 Functional  N/A N/A  
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6 Citadel (T.M) ( Tissue Processor) 1 27.06.2001 Functional  N/A N/A  

7 Olympus Binocular  Res- 

Microscope with Micro-photography 

1 10.11.98 Functional  N/A N/A  

8 Binocular Research Microscope Nikon 1 27.06.2001 Functional  N/A N/A  

9 Nikon Japan Trinocular Research 
Microscope 80i 

1 June-06 Functional  N/A N/A  

10 Varistain Gemini Autostainer 1 Nov.2005 Functional  N/A N/A  

11 Thermo Electron UK Shandon 

Mocrotome Knife Shapneder 1 

1 24.03.2008 Functional  N/A N/A  

12. Digital Programmable Pressure Cooker 

for Antigen Retrieval 

Model:DC2002INTL 

1 11.4.2011 Functional  N/A N/A  

13. Rotary Microtome Model :HM 325 1 18.08.11 Functional  N/A N/A  

14. Projection Microscope System, 

Model:RXLr-5-50 S.No.32894 

1 06.11.11 Functional  N/A N/A  

15. Rotary Microtome, Model : HM 

325,S.No.53216 

1 22.02.2012 Functional  N/A N/A  

16. Automated Motorised Rotary 

Microtome with accessories, 

Model:YSl-062,S.No.13K057 

1 31.12.2013 Functional  N/A N/A  

17. Automated Immunostainer, 

Model: Intellipath Fix,S.No.BCI 1P01-

0335 

1 03.03.2014 Functional  N/A N/A  

18. Rotary Microtome, Model:YSI-06 

S.No.13K072 

1 05.06.2014 Functional  N/A N/A  

19 Bone Cutting Table with Electric 

Saw,Model:ysl-171 Sr.No.14D-1083 

1 06.02.2015 Functional  N/A N/A  
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20 Fully Automated  Coagulometer  

Model: ACL Elite Pro Sr.No.14082818 

1 07.03.2015 Functional  N/A N/A  

21. Bone Cutting Table with Electric Saw 

Model: YSI-171 Sr.No.14D-1083 

1 06.02.2015 Functional  N/A N/A  

22. Deca Head Microscope 1 03.02.2016 Functional  N/A N/A  

23 Tissue Embedding Station 1 21.03.2016 Functional  N/A N/A  

 Total 23      

 

Name of the Department: Cardiothoracic & Vascular Surgery                                                              Total Number of Equipment :  137 

 
Sr.No Description of equipment and 

quantity 
Qty Date of installation  Functional or Non 

Functional 

Time since Non 

functional 

Reason   for 

Non functional 

Remarks 

1  (A) TRANSPORT MONITOR 
SIEMENS  
ONE  
MODEL –SC    6002X2 

 
 
 
 

3 

Received in store  
13.09.2000 
Received in OT 
14.11.2000 

Functional  N/A N/A  

     (B) Transport Monitor 
Two 

26.03.09 
 

Functional  N/A N/A 

2 ANESTHESIA WORKING STATION 
TWO 
Sr.No. URPD –0009(OT-I), URPD- 0008(OT-
II) 

 
2 

Received in store 
22.08.2000 
Received in 
OT11.09.2000 

Functional  N/A N/A  

  

3 ECG MACHINE Pagewriter 100 
ONE  
NO 1772A 
Sr.No.101053117  

 
 

1 

Received in  
Store  
06.03.2000 
Received in 
OT05.04.2000 

Functional  N/A N/A  

4   (A) CAUTERY MACHINE  Received in  Functional  N/A N/A  
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ELECTROM 640 TWO 
SR.No.  
1153004 H10230 
1153004 H10229  

 
 
 

3 

Store  
08.09.200Received in 
OT 
11.09.2000 

  (B)  
 

Electrocautery Machine ,ModelSHALYA 
Mx 
With standard accessories  

Received in hospital 
on 03.03. 2008 
Received in  
Department on  
20.03.08 

Functional  N/A N/A  

5 OT CEILING LIGHTS 
TWO 
DR.MACH 
HODF + 380F 

1. 2 
LIGHT INTENSITY 
110,000+90,000 

 
 
 
 

2 

Received in  
Store  
18.07.2000 
Received in OT 
19.07.2000 
 

Functional  N/A N/A  

6 CARDIAC MONITOR 
EIGHT CHANNEL 
0100/M1166A 
TWO 
VIRIDIA CMS MODEL 
1.3920GH1370 
2.3920G41371 

2 Received in  
Store 10.07.2000 
Received in OT 
05.09.2000 
 

Functional  N/A N/A  

7 STERNAL SAW 
MAN MAN(Four) 
STERNAL CUTTING SAW 
Sr.No. 
A60 – A978 
A61 – A977 
A63 – A975 
A64 – A981 

4 Received in  
Store  
21.03.2000 
Received in OT 
05.04.2000 
 

Functional  N/A N/A  

8 BLOOD GAS ANALIZER ABL 
391-830 
391-623 
391-833 
BGA + ELECTRO LIGHTS 

1 Received in  
Store  
13.06.2000 
Received in OT 
15.09.2000 

Functional  N/A N/A  
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9 CARDIAC MONITOR  
SIX CHANNEL 
VIRIDA 

1. 406A71494 
2. 400A71505 
3. 3950A69708 
4. 4006A71504 
5. 4006A71503 
6. 4006A71502 

 
 
 

6 

Received in  
Store  
11.07.200 
Received in OT 
05.09.2000 
 

Functional  N/A N/A  

10 PACEMAKER 
TWO 
MODEL EV 4543 

2 Received in  
Store  
Received in OT 
18.09.2000 
 

Functional  N/A N/A  

11 ETHYLENE OXIDE GAS STERILISER 
MODEL No.3017 
 

1 Received in  
Store  
Received in OT 
28.4.2003 

Functional  N/A N/A  

12  
(A) 

DEFIBRILLATOR 
S.No.  (FOUR) 

1. 101053132 
2. 101053103 
3. 101053136 
4. 101053117 

6 Received in  
Store  
15.01.200 
Received in OT 
16.11.2000 
 

Functional  N/A N/A  

(B) DEFIBRILLATOR 
S.No.  (TWO) 

April 2009 Functional  N/A N/A  
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13 VENTILATOR 
VOLUME 
SIX CHANNEL 

SIEMENS 
SIRVOVENTILATOR 
-06079300 
1.18012 
2.18014 
3.18011 
4.18013 
5.18009 
6.18010 

6 Received in  
Store  
13.09.2000 
Received in OT 
13.09.2000 
 

Functional  N/A N/A  

14 HEADLIGHTS 
(STORZE) 
TWO  
1.PK-6625 
2.PK-6618 
-20131501 
-20131520 

2 Received in  
Store  
21.08.2000 
Received in OT 
11.09.2000 
 

Functional  N/A N/A  

15 NEBULIZER 
ONE (Portable) 
SR.1998PV 
74328 

1 Received in Store  
15.09.2001 
Received in OT 
Cost:Rs-68,00/- 

Functional  N/A N/A  

16 (A) 
 
 
 
 
 
 
(B) 

AUTOCLAVE 

MEDIQUIP HORIZONTAL 
HS HIGH PRESSUE STEAM  STEILIZER 
S.No.-533 

2 Received in  
Store  
Received in OT 
10.04.2002 

Functional  N/A N/A  

AUTOCLAVE 
NAT STEEL 
HIGH SPEED STERILIZER 
S.No.-1017 

Received in  
Store  
 
Received in OT 
September 2006 

Functional  N/A N/A  

17 (A) HEART LUNG MACHINE 
SARNS 9000  
Sr.No.5359 
AND TEM.CONTROL & MONITORING 

2 Received in  
Store  
20.07.2000 
Received in OT 

Functional  N/A N/A  
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SYSTEM  
Sr.No.3561 
(ONE EACH) 
P.No.98.0702-06275 

04.09.2000 
 

    (B) Heart Lung Machine 2nd 
APS-1 
Sr.No. 
-Optional accessories  
-Temperature Control   
 Monitor (TCM II) 

Received in  
Store  
20.05.2005 
Received in OT 
 
 

Functional  N/A N/A  

18 (a) INTRA AORTIC BALLOON PUMP 
DATA SCOPE SYSTEM –98 
S.No.0998-22-044655 
ONE 

2 Received in store 
15.05.2000 
Received in OT 
04.09.2000 

Functional  N/A N/A  

     (b) INTRA AORTIC BALLOON PUMP 
CS-100 
Sr. NO. SA053370-E6 
One  

Received in OT 
17.07.08 
Cost : 
US$-12000 

Functional  N/A N/A  

19  
(A) 

PORTABLE DOUBLE WALL ACT MACHINE 
TWO 

1. 801 
2. 802 

S.NO. 
T-13288-8ST 
T-3288-8 ST 

3 Received in store 
16.02.2000 
Received in OT 
05.04.2000 
 

Functional  N/A N/A  

20 
(B) 

PORTABLE DOUBLE WALL ACT MACHINE 
One  
Sr. No. 00008039 

Received in OT 
12.04.07 
 

Functional  N/A N/A  

22 CENTRAL NURSING STATION(HP) 
ONE  
HP-D-2837A –17 
HP-706100R 
MONITOR 
S.No.93727138 

1 Received in store 
15.07.2000 
Received in OT 
12.07.2000 
 

Functional  N/A N/A  

23 SCRUB STATION SENSOR 1 Received in OT 
28.08.2000 

Functional  N/A N/A  
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24 MOBILE OPERATION 
THEATRE LIGHTS 
Sr.No. 
ML5010800010140 

1 Received in store 
07.06.2006 
Received in OT 
16.08.2001 

Functional  N/A N/A  

25 REWARMING BLANKET (RECOVERY  
BLANKET) ONE SET FOUR  BLKT. WITH 
COVER CONTROL UNIT 
Sr.No.180009435 
Blanket  
Sr.No.01130504 

1 Received in store 
10.07.02 
Received in OT 
23.07.02 
 

Functional  N/A N/A  

26 ANGIO CD VIEWER 
ONE NON 

1 Received in store 
06.06.03 
Received in OT 
18.06.03 

Functional  N/A N/A  

27 ANGIIO FILM VIEWER  
TAGARNO  AS 
ONE NON 
Sr.No.13529 

1 Received in store 
06.06.03 
Received in OT 
18.06.2003 

Functional  N/A N/A  

28 ECHOCARDIOGRAPHY MACHINE 
ONE NON 
SONOS 4500 

1 Received in store 
Received in OT 
31.07.2003 

Functional  N/A N/A  

PAEDIATRIC TEE PROBE 
3 

18.08.06 
Functional  N/A N/A  

ADULT TEE PROBE  
Functional  N/A N/A  

ETCO 2 MODULE + CCESSORIES + 
TRANSDUCER VIRIDA PATIENT MONITOR 

1 
18.08.2006 
 

Functional  N/A N/A  

29 Harmonic Scalpel Unit  
Sr.No.GN 4047093 
 

1 Received in store  
22.03.2004 
Received in OT 

Functional  N/A N/A  
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30 Cell Saver  
Sr.No.B013948E03 

1 Received in store  
30.07.2004 
Received in OT 
25.08.2004 

Functional  N/A N/A  

31 Portable Vascular Doppler 
Complete system model: Multi Dop P with  
Rheo-Screen Light. 
 
Purchase Order No. 
Lh/815/2002/PSAV/19556/ 
Date : 16.10.02 

1 November 2005 
 
Cost  
Net FOF value 
 

Functional  N/A N/A  

32 Hyper Hypo Thermia Sytem 
Model : Blanketrol ( R) II 
 
Reusable Blanket with Plastipad reusable 
plastic blankets( polyurethane) 
(As per tender specifications)  
Purchase Order  
No.LH/1074/2005PSAV/13300, 
dated 26.10.2006 
Quantity – One 

1 Received in store  
13.0406 
Received in OT 
 
 

Functional  N/A N/A  

33 Dual Chamber External Pacemaker with 
standard accessories  
One  

1 Received in store  
 
Received in OT 

Functional  N/A N/A  

34 Endoscopic Unit  
( Instruments for endoscopic minimal 
invasive cardiac surgery ) 

1 Received in OT 
15.03.07 
 
 

Functional  N/A N/A  

35 Electro-cautry Machine 1 03.03.2008 Functional  N/A N/A  

36 Defibrillator (Philips Heartstart –XL) 2 23.03.2009 Functional  N/A N/A  

37 Transport Monitor Philips 1 23.03.2009 Functional  N/A N/A  

38 Transport-cum-ICU Ventilator (Oxylog 
3000) with accessories 

2 21.08.2009 Functional  N/A N/A  
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39 Ultrasonic Cautry with accessories 1 03.09.2009 Functional  N/A N/A  

40 Manman Driving Unit with accessories 1 20.11.2009 Functional  N/A N/A  

41 Head Light with Camera Luxtec Xenon 
Light Source (MLX) and Microlux DLX 
Camera System with ancillary system 

1 16.03.2010 Functional  N/A N/A  

42. ECG Machine Model:SE 1200 Series 1 01.03.2011 Functional  N/A N/A  

43. Anaesthesia Work Station with 
accessories 
Model:Primus with Infinity Kappa 

1 28.09.11 Functional  N/A N/A  

44. ACT Machine, Model:5770 
S.No.571101208 

1 27.07.11 Functional  N/A N/A  

45. Ventilators Model Servo 1 
S.Nos.56938,39,40,41,42,43 

6 21.12.2011 Functional  N/A N/A  

46. Continuous Cardiac Output Monitor 
(Vigileo Monitor with cable0 Model : 
MHM 1 E, S.No.VL015377 

1 28.03.2011 Functional  N/A N/A  

47. S 12 Broadband Sector Transducer for 
Phillips Sonos 4500, Sr.No.038FT 

       1 22.06.2012 Functional  N/A N/A  

48. Accessories for Saran Heart Lung 
Machine 

1. Cardioplegia 
Monitor(16414)S.No.4051 

2. Mounting Arm Assembly 
(16421) 

 
1 

 
28.06.2012 

Functional  

Functional  

N/A N/A  

1 N/A N/A 

49. ECMO (Extra Corporeal Membrane 
Oxygenator) 
Bioconsole BCS 560,  
S.No.560B101266 & 560B101264 

2 03.07.2012 Functional  N/A N/A  

50. Patient Warming System  
Model:Equator EQ-5000 
with accessories, S.No.S102B01424 

1 16.10.2012 Functional  N/A N/A  
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51. ICU Beds Model:405 Electric bed 
S.Nos.D258HE 
6971,6970,6968,6973,7054,6968,6966
,6961 

8 26.03.2013 Functional  N/A N/A  

52. Multi Parameter Monitor Model:Bene 
View T8 
S.No.CF27112321,22,25,26 

4 16.10.2012 Functional  N/A N/A  

53. Electro Surgical Unit with accessories 
Model:Divlabs Trinity QRF,S.No.TY-
012104 

1 26.07.2012 Functional  N/A N/A  

54. Anaesthesia Work Station, 
Model:Primus 
S.No.ASCM-0485, 0486,CTVS(Anaes) 

2 14.06.2012 Functional  N/A N/A  

55. Electro Surgical Cautery Unit 
Model:Surtron-300HP, 
S.Nos.3690130320,3690104950 

2 14.12.2013 Functional  N/A N/A  

56. Cardiac Monitoring System, 
Model:Spacelabs SL 2800 

1 14.11.2013 Functional  N/A N/A  

57. Blood Gas Analyser, Model:Cobas 
b221 
S.No.19065 

1 22.07.14 Functional  N/A N/A  

58. O.T.Table, Model:Steris 
4085,S.No.0417114080,0429813006 

2 23.09.2014 Functional  N/A N/A  

59. Bronchofiberscope with Std Set of 
accessories, Cat No.BF-
PE2,S.No.2403210 

1 05.12.2014 Functional  N/A N/A  

60. Autoclave High Speed 
Model:20HS/Emanual-Cum-Automatic 
Sr. No.1341,1342 

2 02.01.2015 Functional  N/A N/A  

61. Medical Video Recording System 
System model: USB 300 
Sr.No.3014194 

1 29.01.2015 Functional  N/A N/A  
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62. M/s Steris (India)Pvt.Ltd. OT Light 
Model. XLED 

2 18.04.2015 Functional  N/A N/A  

63 Low Temperature H202 with 
accessories 

1 16.11.2015 Functional  N/A N/A  

64 Intro Aortic Baloon Pump 03 31.05.2016 Functional  N/A N/A  

65 Medical Equipments for Intercoastal 
Retractor Body 

2 06.05.2016 Functional  N/A N/A  

66 Defibrillator with Monitor & External 

Pacing Facility Model: Defimonitor 

EVO  

1 30.02.2015 Functional  N/A N/A  

67 Surgical Loups 4 15.012015 Functional  N/A N/A  

68 Endoscope with High Definition 

(1288) Camera 

1 28.11.2015 Functional  N/A N/A  

 Total 137      

 
 

Name of the Deptt. Gynae.    Total No. Of Equipments:16 . 

S. 

No. 

Name of the Equipments Qty Date of installation 

of each equipment 

Functional or Non 

Functional 

Time since Non 

functional 

Reason   for 

Non functional 

Remarks 

1. Colpascope C Camera 1  11.7.2006 Functional  N/A N/A  

2. Videocolposcope C Camera 1  22.3.2007 Functional  N/A N/A  

3. Hysteroscope 1 23.06.2005 Functional  N/A N/A  

4. Leperoscope Machine 1 10.7.2005 Functional  N/A N/A  

5. CTG Machine 1  10.9.2005 Functional  N/A N/A  
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6. ICU Beds 3  27.12.2007 Functional  N/A N/A  

7. OBST Bed 1  25.3.2009 Functional  N/A N/A  

8. Leep Instruments 1  21.05.2008 Functional  N/A N/A  

9 Special Delivery Bed 1 08.12.2009 Functional  N/A N/A  

10 Antipartum Foetal Monitoring System 1 23.07.2010 Functional  N/A N/A  

11 ICU Beds 2 11.08.2010 Functional  N/A N/A  

12. Portable Ultrasound Machine 

Model:Sonoace XI with CVT 

01 27.09.2010 Functional  N/A N/A  

13. Vessel Sealing Device , 

Model:Legasure 

(Valleylab),S.No.L1E15237V 

01 23.03.2012 Functional  N/A N/A  

 Total 16      

 

Name of the Deptt.  Mat O.T.  Total No. of Equipment-06 

 

S. 

No. 

Name of the Equipments Qty Date of installation 

of each equipment 

Functional or Non 

Functional 

Time since Non 

functional 

Reason   for 

Non functional 

Remarks 

1. High Speed Autoclave Nat 1  Functional  N/A N/A  

2. OT Table ( Hydraulic) 02  Functional  N/A N/A  

3 Berchtold OT Light (double dom) 01  Functional  N/A N/A  

4 Laproscope 02 05.12.2007 Functional  N/A N/A  

 Total 06  Functional  N/A N/A  

  

Name of the Deptt.      Dermatology & STD       Total No. Of Equipments:   19 
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S. 

No. 

Name of the Equipments Qty Date of installation 

of each equipment 

Functional or Non 

Functional 

Time since Non 

functional 

Reason   for 

Non functional 

Remarks 

1 UVA & UVB (BB) full chamber 

phototherapy Unit 

1 23.07.97 Functional  N/A N/A  

2 UVA(NB) phototherapy full chamber 

unit 

1 17.07.01 Functional  N/A N/A  

3 Partial phototherapy Unit (UVA) 1 1997 Functional  N/A N/A  

4 Radio Surgery Unit 1 2001 Functional  N/A N/A  

5 Dermabrasion Machine 1 2000 Functional  N/A N/A  

6 Hyfrecator 1 2003 Functional  N/A N/A  

7. O.T.Table 2 27.08.2008 Functional  N/A N/A  

8. Multihead Mikcroscope  1 1995 Functional  N/A N/A  

9. Nd YAG  Switchel Laser Unit(Medlite-

6) 

1 19.05.2005 Functional  N/A N/A  

10. CO2 Laser with Scanner 1 2008 Functional  N/A N/A  

11 Electro Surgical Unit –Hyfrecator-2000 2 27.07.2009 Functional  N/A N/A  

12 Basco Crystal Free 

Microdermabrasion-300DV 

1 25.02.2010 Functional  N/A N/A  

13 Electrosurgical Machine with 

accessories 

4 03.07.2010 Functional  N/A N/A  

14. Basco Crystal Free Microdermabrasion 

Model:300DV S.No.DV/501/02/10 

1 10.10.11 Functional  N/A N/A  

 Total 19  Functional  N/A N/A  

 

 

 

Name of the Deptt.       Endoscopy          Total No. Of Equipments:  16 
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S. 

No. 

Name of the Equipments Qty Date of installation 

of each equipment 

Functional or Non 

Functional 

Time since Non 

functional 

Reason   for 

Non functional 

Remarks 

1. Video Colonoscope with processor 

EC-201WL 

1 13.12.05 Functional  N/A N/A  

2. Upper G.I.Endoscope + light source 

(F.G.100 F.P.) 

1 26.09.99 Functional  N/A N/A  

3. E.R.C.P. Endoscope with light 

source(F.D.100 U) 

1 12.06.2001 Functional  N/A N/A  

4. H.F.Unit Cautery ICC EAINT 1 21.03.2003 Functional  N/A N/A  

5. Vedio Endoscope (E.G.250 F.P.) 2 30.01.2003 

23.09.2004 

Functional  N/A N/A  

6. Processor with keyboard (EPX 201H) 3 30.01.03 

23.09.04 

13.12.05 

Functional  N/A N/A  

7. Pead Vedio Endoscope(E.G.250 P.E) 1 23.09.04 Functional  N/A N/A  

8 Video Dudenoscope G-5 with 

accessories 

1 22.09.2009 Functional  N/A N/A  

9 Video Colonoscope-Adult Super Image 

type with standard Accessories 

1 27.07.2010 Functional  N/A N/A  

10. Fuji Film Electronic Digital Processor 

and 150W Xenon Light Source 

Combined Unit, Model:EPX-2500, 

Sr.No.3V564A993 

1 29.11.12 Functional  N/A N/A  

11. UGI Videoendoscope System 1 25.02.2013 Functional  N/A N/A  

12. Fujifilm Electronic Video colonoscope 

with Std.Acc. 

Cat No.EC-201WL,S.No.RC323A147 

1 20.07.2014 Functional  N/A N/A  

13. Gastrointestinal Videoscope, Cat 1 30.09.2014 Functional  N/A N/A  
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No.GIF-Q150,S.No.2418569 

 Total 16  Functional  N/A N/A  

 

 

 

 

 

 

Name of the Deptt.- Microbiology Total No. Of Equipments: 52. 

 

S. No. Name of the Equipments Qty Date of installation 

of each equipment 

Functional or Non 

Functional 

Time 

since Non 

functional 

Reason   

for Non 

functional 

Remarks 

1 

 

 Biological Incubator 01 10.02.03 Functional  N/A N/A  

2. Tissue Homogenizer 01 15.02.05 Functional  N/A N/A  

3. 

 

Large Lab. Refrigerator (ML-1205) (Domestic) 01 20.11.04 Functional  N/A N/A  

4. Lab. Refrigerator (600 L) (Grabner) 02 21.06.05 Functional  N/A N/A  

5. Lab. Refrigerator (Electrolux) 01 20.08.01 Functional  N/A N/A  

6. Shaking Water Bath (JULABO) 01 19.11.04 Functional  N/A N/A  

7. Shaking Water Bath (NUVE) 01 20.09.05 Functional  N/A N/A  

8. Shaking Water Bath (JULABO) 01 08.06.06 Functional  N/A N/A  

9. Research Microscope Binocular (OLYMPUS) 02 05.11.98 Functional  N/A N/A  

10. Research Microscope Binocular (NIKON) 01 25.02.05 Functional  N/A N/A  

11. FRIOCELL Incubator Programmable 01 23.03.05 Functional  N/A N/A  

12. FRIOCELL Incubator Programmable 01 21.04.05 Functional  N/A N/A  

13. BACT/ALERT 3D Incubator 01 04.10.05 Functional  N/A N/A  



 

 

 

38 

P
ag

e3
8

 

14. BMT C2 Microprocessor based Heating Oven 02 23.03.06 Functional  N/A N/A  

15. Bio Safety Cabinet Class  02 14.02.07 Functional  N/A N/A  

16. Distillation Plant Double Glass 01 16.08.07 Functional  N/A N/A  

17. Autoclave, Horizontal 01 04.09.1999 Functional  N/A N/A  

18. Autoclave, Horizontal 01 25.11.03 Functional  N/A N/A  

19. ELISA  Reader 01 11.01.01 Functional  N/A N/A  

20. ELISA  Washer 01 11.01.01 Functional  N/A N/A  

21. Automatic Identification & Sensitivity System for 

Bacteria & Yeast Model Microscan Walk Away-40 

01 17.03.09 Functional  N/A N/A  

22 Elisa Reader-680 Micro Plate Reader & Elisa 

Washer PW-40 (One Each) 

3 22.07.2009 Functional  N/A N/A  

23 Trinocular Microsocpe (BA-400) with Digital 

Camera 

1 10.11.2010 Functional  N/A N/A  

24 Rapid Auto Reader for biological Indicator 1 06.07.2010 Functional  N/A N/A  

25. Lab.Refrigerator 320-400L, Model:FKG-371, 

S.No.20131731794 

1 20.03.2014 Functional  N/A N/A  

26. Centrifuge Machine, 

S.No.5702BR32212,5702BR032209 

2 12.02.2014 Functional  N/A N/A  

27. Lab.Refrigerator, Model:1180-SFR-124 

S.No.RSC-S11-22120211 

3 03.04.2014 Functional  N/A N/A  

28. BOD Incubator, Model:YSI-440, 
S.No.14C0437,14C0438 

2 23.04.2014 Functional  N/A N/A  

29. Centrifuge Machine,Model:PR-
23,S.No.PCEF6575(PGIMER) 

1 11.07.2014 Functional  N/A N/A  

30. Serological Water Bath,Model:YSI-417 EX, 
S.No.14H0204,14H0203 

2 29.09.2014 Functional  N/A N/A  

31. WT-130 Homogenizer/Tissue Lyser Cat 
No.410000000 

1 13.05.2015 Functional  N/A N/A  

32 Research Binocular Microscope with Micrometer 10 05.03.2016 Functional  N/A N/A  
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Arrangement, ATC-2000 

 Total 52  Functional  N/A N/A  

 

Name of the Deptt.    Cardiology        Total No. Of Equipments:   77 . 

 

S.NO. NAME OF THE EQUIPMENT QTY DATE OF 
INSTALLATION 

Functional or Non 

Functional 

Time since 

Non 

functional 

Reason   

for Non 

functional 

Remarks 

1. Cath Lab (Philips FD 10C) 1 21.02.2006     

2. Echocardiography Machine Envisor CHD 
(Diagnostic Centre) 
S.No.US0050700 

1 22.02.2006 Functional  N/A N/A  

3. Echocardiography Machine Sonus  5500 (NIC 
Lab)S.No.US97801600 

1 14.02.2004 Functional  N/A N/A  

4. TMT Machine 
1. Mortara  X-Scribe-II (Diagnostic Centre (2) 

S.No.FV3182, FV3088 

 

2 

 
14.12.2005 

Functional  N/A N/A  

5.  Holter Analyzer System(1810)  With Holter 
Recorder  (6) 
Diagnostic Centre 

1 02.09.2006 Functional  N/A N/A  

6. 1. D.C.Difibrillator LP-9P (1)S.No.9422 
2. Physio Control LP-9 (9) 
3. Heart Start XL (Diagnostic Centre) (2) 

12 10.12.1994 
12.11.2002 

02.09.2006 

Functional  N/A N/A  

7. Patient’s Monitoring System  
MP-40(With 12 Bed Side Monitor) 

1 10.09.2004 Functional  N/A N/A  

8. E.C.G. Machines (B.T.L.) 2 02.03.05 Functional  N/A N/A  

9. Transport Multichannel Monitor M-6 Aster Vital 
Sign 

1 06.01.2009 Functional  N/A N/A  

10 Transport Ventilator Cart-II 1 10.06.2009 Functional  N/A N/A  
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11 TMT Machine cardioline Cube Stress BPL with 
accessories  

1 15.10.2009 Functional  N/A N/A  

12 Transport Trolley E-200 2 21.01.2010 Functional  N/A N/A  

13 Color Doppler Echo Machine Philips HD-11 with 
accessories 

1 05.02.2010 Functional  N/A N/A  

14. ICU Beds (Electric),Model BA-8800 4 04.10.2010 Functional  N/A N/A  

15. Adult TEE Probe for Phillips SONOS 5500 
Echocardiography 
S.No.B01WPN 

1 02.11.2011 Functional  N/A N/A  

16. Temperory Pulse Generator, Model: APC 4580, 
S.No.T232 

1 24.12.2011 Functional  N/A N/A  

17. Projector Hitachi S.No.FX 77WD 60602 1 19.11.2008 Functional  N/A N/A  

18. Ventilator Model:Neumovent 
Graphnet,S.No.091210251080A1V 

1 15.06.2012 Functional  N/A N/A  

19. Dual Temporary Pulse generator S.No.232 1 15.10.2012 Functional  N/A N/A  

20. Colour Doppler  Echocardiography System, 
Model:Phillips HD 11XE Performance Plus, 
S.No.US61270212 

1 16.07.2012 Functional  N/A N/A  

21. Ambulatory BP Monitor Model:BTL-08 ABPM   
S.No.505260 

1 12.12.12 Functional  N/A N/A  

22. Bipap Apparatus, Model:Monnal T 30,S.No.090628 
& 090629 

2 05.02.2013 Functional  N/A N/A  

23. Bench Top Autoclave Model:SA 260 MA 
S.No.120405011-07 

1 17.04.2013 Functional  N/A N/A  

24. ACT Machine Model:SONOCLOT 
Analyser,S.No.544420,106694 

2 28.05.2013 Functional  N/A N/A  

25. Ventilator High End ICU, Model:PB840 

S.Nos.3121115890, 3121120490, 

3121118690, 3121124310, 3121123020 

5 03.01.2013 Functional  N/A N/A  

26. Point of Care Cardiac Enzyme Assy., Model: triage 

meter pro 

1  Functional  N/A N/A  
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S.No.00068998 

27. Oxymetery Machine, Model:ABL-80 FLEX CO-

OX OSM 

S.No.307633 

1 01.08.13 Functional  N/A N/A  

28. ICU Beds, Model : DEO 5220,S.Nos. 2013-

01,02,03,04,05,06,07,08,09,10,11,12( 10 CCU+ 02 

Cath Lab) 

12 13.08.13 Functional  N/A N/A  

29. Ambulatory BP Monitor,Model:BTL-08 ABPM 

S.No.507163 

1 16.11.13 Functional  N/A N/A  

30. Biphasic Defibrillator Monitor, Model:Beneheart 

D6,  

S.No.DG-36009367 

1 24.08.2013 Functional  N/A N/A  

31. Anaesthesia Work 

Station,Model:Galaxy,S.No.10128 

Cath Lab(Cardiology) 

1 20.03.2014 Functional  N/A N/A  

32. ICU Ventilator with accessories, Model:V-8800 

S.Nos.V8800YXZR-030,046,066, 032, 068 

5 12.07.14 Functional  N/A N/A  

33. Biphasic Defibrillator Monitor with Pacing Facility 

Model:Mediana D500,S.No.146414030001 

1 05.05.14 Functional  N/A N/A  

34. ICU Ventilator with Accessories, Model:V-8800 

S.No.V8800YXZR048, V8800YXZR044 

2 01.08.2014 Functional  N/A N/A  

35. Portable OT Light,Model:Cooled LMS-19 with 

ULS 

1 22.09.2014 Functional  N/A N/A  

36. Stent Boost SW REL 3.0 with hardware and 

software 

1 21.10.2015 Functional  N/A N/A  

 Total 77  Functional  N/A N/A  

 

 

 

 



 

 

 

42 

P
ag

e4
2

 

Name of the Deptt.       Nephrology         Total No. Of Equipments: 57   . 

 

S. 

No. 

Name of the Equipments Qty Date of 

installation  

Functional or Non 

Functional 

Time since 

Non 

functional 

Reason   for 

Non 

functional 

Remarks 

1 Fresenius HD Machine 4008 S NO OVEA 5060 1 17.4.2000 Functional  N/A N/A  

2 HD Machine S.NO.TrCA FGModel 4008 S 

(Fresenius) 

1 23.07.07 Functional  N/A N/A  

3 HD Machine (Fresenius)S.No. 8VC-A-LC51 1 23.09.08 Functional  N/A N/A  

4 Gambro HD MachineModel AK-200S S.No.16405 1 23.4.2005 Functional  N/A N/A  

5 Gambro HD MachineModel AK 95 S S.No.28837 1 13.6.2006 Functional  N/A N/A  

6 Gambro HD Machine95S S.No.28838 1 07.6.2006 Functional  N/A N/A  

7 Renatron PA Dialyzer Reprossing system 1 30.7.2003 Functional  N/A N/A  

8 Renatron PA Dialyzer Reprocessing System 1 28.07.08 Functional  N/A N/A  

9 Home Choice Automatic P.D. Machine  1 11.7.2005 Functional  N/A N/A  

10 Cardiac MonitorCompact Model 

AIM 923 A (LCD MONO) 

1 

 

25.2.2002 Functional  N/A N/A  

11 Cardiac MonitorBCIS No.379437 1 22.5.2004 Functional  N/A N/A  

12 Periotoneoscope Y-Tec  System 1 13.6.2006 Functional  N/A N/A  

13 Bio Scan 1 13.6.2006 Functional  N/A N/A  

14. Cardiac Monitor  1 11.09.08 Functional  N/A N/A  

15. Portable R.O. System 1 31.05.08 Functional  N/A N/A  

16. Portable Transport Ventilator 1 30.03.05 Functional  N/A N/A  

17 ICU Ventilator Horus Extend 1 22.04.2008 Functional  N/A N/A  

18 Philips Intellivue MP-60 Monitor with standard 

accessories  

2 25.04.2008 Functional  N/A N/A  

19 Portable Ultrasound Machine 1 03.09.2009 Functional  N/A N/A  

20 HI Care Dialyis chair 1 20.10.2009 Functional  N/A N/A  
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21 Reverse Osmosis Unit 1 26.10.2010 Functional  N/A N/A  

22. ICU Monitor (Cardiac) 

Model:MP1000NT PLUS(Mekics Co.Ltd.,Korea) 

2 25.08.2011 Functional  N/A N/A  

23. Body Composition Monitor, 

Make:Fresenius S.Nos.OBJA1176 

1 30.09.2011 Functional  N/A N/A  

24. ICU Monitor(Cardiac) Model:MP1000NT Plus  

S.Nos.NTP-11A-0036,37 

2 01.10.2011 Functional  N/A N/A  

25. ICU Beds Model:405 Electric S.Nos. 

M113HE1388,1387,1414,3606 

4 03.02.2012 Functional  N/A N/A  

26. Haemodialysis Machine with SLED facility,  

Model:4008-ARRT PLUS, S.No.IVR-A-0678 

1 30.03.2012 Functional  N/A N/A  

27. Reverse Osmosis Unit, Model:MXIV, S.No.201007-

0385 

1 12.01.2013 Functional  N/A N/A  

28. ICU Bed, Model:DX 4001,  6 25.02.2013 Functional  N/A N/A  

29. Hemodialysis Machine, Model: 4008 S 

S.No.2SXAB478, 2SXAB711 

2 29.05.2013,  

18.01.2013 

Functional  N/A N/A  

30. Dialysis Machine, Model:Diamax 

S.Nos.12C7304E,12C7293E,12C7302E,12C7303E,1

2C7299E,12C7300E 

6 10.12.2013 Functional  N/A N/A  

31. Dialysis Chair, Model:Electric Dialysis Chair 2 07.12.13 Functional  N/A N/A  

32. Haemodialysis Machine, 

Model:4008S,S.No.2XAB054 

1 22.11.13 Functional  N/A N/A  

33. Portable R.O. System, Model:AQUA/WTU125, 

S.No.AQAWTV125(Trauma ICU)  

1 22.11.13 Functional  N/A N/A  

34. Haemodialysis Machine, 

Model:4008S,S.No.2XAB051(Swine Flu ICU) 

1 21.11.13 Functional  N/A N/A  

35. Portable 

R.O.System,ModelAQUA/WTU125.S.No.AQAWT

V125 

1  Functional  N/A N/A  

36. Portable Ventilator,Model:Triology 1 30.05.14 Functional  N/A N/A  
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202,S.No.TV01404020A 

37. Bio Carbonate Mixer, Model:AHCPT 

200,S.No.00026 

1 24.09.2014 Functional  N/A N/A  

38. Defibrilator with Monitor & External pacing facility 2 02.05.2016 Functional  N/A N/A  

 Total 57  Functional  N/A N/A  

 

 

Name of the Deptt.- Paediatrics & Neonatology      Total No. Of Equipments:  138 

S. 

No. 

Name of the Equipments Qty Date of 

installation of 

each 

equipment 

Functional or Non 

Functional 

Time since 

Non 

functional 

Reason   for 

Non 

functional 

Remarks 

1 Fibroptic Phototherapy 3 2000 Functional  N/A N/A  

2 

 

Twin Beam bilirubinometer with Micro Centrifuge 

Machine 

1 1997 Functional  N/A N/A  

3. NIBP Monitors 3 1997 Functional  N/A N/A  

4. Mobile Asepticizers 2 2002 Functional  N/A N/A  

5. U.V. Light based Asepticizer 4 2006 Functional  N/A N/A  

6. High Frequency Ventilator 2 2002 Functional  N/A N/A  

7. Ventilator Galileo 2 2003 Functional  N/A N/A  

8. Pulse Oximeter 2 2001 Functional  N/A N/A  

9. Multifunction Monitor 3 1999 Functional  N/A N/A  

10. Electrolyte Analyser 2 2001 Functional  N/A N/A  
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11. Transcutaneous SPO2 & CO2 Monitor 2 1999 Functional  N/A N/A  

12. Portable Electronic BP Monitors 1 1997 Functional  N/A N/A  

13. Cardiac Defibrillator 1 2008 Functional  N/A N/A  

14. Open Care System with Phototherapy 5 2006 Functional  N/A N/A  

15. Bubble CPAP Delivery System 2 2009 Functional  N/A N/A  

16. Blood Gas Analyser 1 2007 Functional  N/A N/A  

17. Ultrasound 1 2007 Functional  N/A N/A  

18. Colour Doppler Echocadiography 1 2007 Functional  N/A N/A  

19. S7-3t Broadband sector Tee Transducer with 

Sterilization tray (Sl.No.037H3J) 

1 2009 Functional  N/A N/A  

20. S3-1 Broadband Sector Aray Transducer 

(Sl.No.03814Q) 

1 2009 Functional  N/A N/A  

21. Paediatric Pulmunary Function Test Machine 1 2009 Functional  N/A N/A  

22 Echo Transducer 2 17.03.2009 Functional  N/A N/A  

23 Value Series Ultra Low Temprature Freezer 1 01.05.2009 Functional  N/A N/A  

24 Non-Invasive Ventilator 1 08.07.2009 Functional  N/A N/A  

25 Hi-tech ICU beds 12 20.07.2009 Functional  N/A N/A  

26 Multi Monitor Philips Intellivue MP-40 4 26.08.2009 Functional  N/A N/A  

27. Halogen Light Source, 

S.No.K-13100D-1355 

1 27.08.2009 Functional  N/A N/A  

28 Neonatal Fiberoiptic Flexible Bronchosocpe  1 03.09.2009 Functional  N/A N/A  

29 Neonatal Open Care System with Intergal CPAP & 

CFL Phototherapy with accessorices 

5 15.09.2009 Functional  N/A N/A  

30 Ventilator Evita 6 15.09.2009 Functional  N/A N/A  

31 Multifunction Monitor BENE view 8 17.09.2009 Functional  N/A N/A  

32 One Beam Biliribinometer with built in Printer 1 22.09.2009 Functional  N/A N/A  

33 BERA Phone with accessories 1 03.12.2009 Functional  N/A N/A  
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34 Modular Multifunction Monitor  8 11.12.2009 Functional  N/A N/A  

35 Cardiac Defibrillator –Philips 1 22.02.2010 Functional  N/A N/A  

36 Newport Ventilator System Complete 5 11.03.2010 Functional  N/A N/A  

37 Multifunction Monitor with accessories 6 09.08.2010 Functional  N/A N/A  

38. Xenon Light Source with Head Band  

(Paed Surg) 

1 11.4.2011 Functional  N/A N/A  

39. Transport Incubator 

Model: Atom Transcapsule  

V-707(Paed.Surg) 

1 15.11.2011 Functional  N/A N/A  

40. Servo Controlled Open Care System, Model:Atom 

Infant Warmer,V-505HL,S.Nos.2180292(Paed Surg) 

1 15.11.11 Functional  N/A N/A  

41. Ventilator with accessories 

 Model: Phillips Respironics V200 

S.No.VS0002222 & VS0002111(Wd-4 Paed Surg) 

2 06.09.2012 & 

10.09.2012 

Functional  N/A N/A  

42. Bed Side Multifunction Monitors 

Model: MP 1000 NT Plus 

S.No.NTP-11B-0101 and NTP-11B-0093 

2 10.09.2012 Functional  N/A N/A  

43. Patient Warming System(Paed.Surgery)  

Model: Medwarm, 

S.No.500C1209003,500C1203005 

2 14.03.2013 Functional  N/A N/A  

44. Fiberoptic Bronchoscope (Paed) 

Model:FB-10,S.No.G110756 

1 10.09.2013 Functional  N/A N/A  

45. Multi Parameter Monitor, 

 Model: Beneview  T8, C2F(Wd 22)Paed. 

2 28.10.2013 Functional  N/A N/A  

46. Panoview Telescope 1.9 mm Dia 0 Deg. 

Cat.8686 414, S.No.5000273951(Paed.Surg.) 

(New OT) 

1 22.04.2014 Functional  N/A N/A  

47. Panoview Telescope 1.9 mm Dia 30 Deg. 1 22.04.2014 Functional  N/A N/A  
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Cat.8686 415, S.No.5000266568(Paed.Surg.) 

(New OT) 

48. Billicheck Bilirubinometer, Model:JM 103 

S.No.3204586,3204570 

2 01.08.2014 Functional  N/A N/A  

49. High Definition Camera and Monitor for Endoscope 01 25.08.2014 Functional  N/A N/A  

50. ECG Machine 12 Channel with Interpretation, 

Model:BLT-08-LT, 

S.No.073T-B-00161 

01 13.01.2015 Functional  N/A N/A  

51. Eletro Surgical Cautery Model: System 2450(NEOT) 1 31.03.2015 Functional  N/A N/A  

52. Ceiling O.T. Light Model:X2c-X2c+HD Video Prep. 

Sr. No. Dome 1-14.03.0966 Dome 2-

D14.03.0967(NOT Urology) 

1  

16.06.2015 

Functional  N/A N/A  

53 Bench top Autoclave 1 13.01.2016 Functional  N/A N/A  

54 Video Processing System for Paediatrics 1 11.04.2016 Functional  N/A N/A  

55 Radiant Warmer with Baby bassinet & trolley 6 02.05.2016 Functional  N/A N/A  

56 Billrubinometer with accessories 1 14.01.2016 Functional  N/A N/A  

57 Mobile Air Asepticiser 2 12.02.2016 Functional  N/A N/A  

58 Combined Generator of Ultrasonic Advance Radio 

frequency energy for cutting & coagulation in 

surgery 

2 28.11.2015 Functional  N/A N/A  

59 Neonatal Open Care System 3 10.12.2015 Functional  N/A N/A  

 Total 140      
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Name of the Deptt.-Radiology Total No. Of Equipments: 55    . 

S. 

No. 

Name of the Equipments Qty Date of installation 

of each equipment 

Functional or Non 

Functional 

Time since 

Non 

functional 

Reason   for Non 

functional 

Remarks 

1 Allengers 525 500 MA X-Ray Machines 02 28.05.02 Functional  N/A N/A  

2 PD 500   500 MA X-Ray Machine 01 14.08.07 Functional  N/A N/A  

3. PD 300 X Ray Machine 01 02.05.03 Functional  N/A N/A  

4. Polydoxs lx Mulbx Enx 500 MA  

X-Ray Machine 

01 01.04.06 Functional  N/A N/A  

5. OPG(M/s Empire Instrumentation) 01 27.07.07 Functional  N/A N/A  

6. 1000MA DR X-Ray machine 

(M/s Empire Instrumentation) 

01 12.06.07 Functional  N/A N/A  

7. Automatic X Ray film processor 01 02.12.03 Functional  N/A N/A  

8. Automatic X Ray film processor 01 09.03.06 Functional  N/A N/A  

9. Automatic Dental X Ray film processor 01 16.07.07 Functional  N/A N/A  

10. Automatic Dental X Ray film processor 01 16.07.07 Functional  N/A N/A  

11. Manual X Ray film processor 01 25.03.06 Functional  N/A N/A  

12. Manual X Ray film processor 01 17.01.06 Functional  N/A N/A  

13. Manual X Ray film processor 01 30.07.08 Functional  N/A N/A  

14. 500 MA X-Ray Machine 

(M/s Empire Instrumentation) 

01 28.07.07 Functional  N/A N/A  

15. CR System 01 29.03.06 Functional  N/A N/A  

16. CR 85 (Agfa) 01 23.09.08 Functional  N/A N/A  

17. Ultrasound Machine 01 16.08.01 Functional  N/A N/A  
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18. Ultrasound Machine 01 03.03.05 Functional  N/A N/A  

19. Colour Doppler HD1-3500 01 30.10.01 Functional  N/A N/A  

20. Colour Doppler HD-II 01 01.11.08 Functional  N/A N/A  

21. MRI 01 02.12.2002 Functional  N/A N/A  

22. WBCT (Singh Slice) 01 02.04.02 Functional  N/A N/A  

23. WBCT (16 Slice) 01 15.05.07 Functional  N/A N/A  

24. WBCT (40 Slice) 01 14.05.09 Functional  N/A N/A  

25. CR 85 (Agfa) 01 15.06.09 Functional  N/A N/A  

26. Portable 100 MA X Ray Machine 02 08.03.06 Functional  N/A N/A  

27. G.M.E. 100 pandher X Ray Machine 01 03.05.99 Functional  N/A N/A  

28 Multiloading computed Radiography System 1 28.03.2009 Functional  N/A N/A  

29 500 MA X-ray machine with IITV 

(M/s Listem) 

1 11.04.2009 Functional  N/A N/A  

30 Somotom Balance CT Scanner  1 23.05.2009 Functional  N/A N/A  

31 Heavy Duty Automatic Film Processor-Compact-

2 

1 04.01.2010 Functional  N/A N/A  

32 Colour Doppler Machine GE Volusion E6 1 31.3.2010 Functional  N/A N/A  

33 Digital Mammography Machine-LS 1 05.04.2010 Functional  N/A N/A  

34 Bone Mineral Densitometer DW 1 09.04.2010 Functional  N/A N/A  

35 Ultrasound machine with accessories SSA-580A 1 24.4.2010 Functional  N/A N/A  

36 500 MA X-ray machine PixelHF-850 1 18.05.2010 Functional  N/A N/A  

37 High end Portable X-ray machine 2 07.06.2010 Functional  N/A N/A  

38. Color Doppler Ultrasound Machine 

Model:NEMIO XG (SSA-580A) 

S.Nos.E781155240 

01 01.09.2011 Functional  N/A N/A  

39. 500 MA X-Ray Machine Model:PIXEL H.F.850 

S.No.28-1308-10 

01 25.05.2011 Functional  N/A N/A  

40. Positioning Chair for Mammography Machine 01 29.02.2012 Functional  N/A N/A  
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41. High End Portable X-Ray Machine 

Model:ROLLER 30  

05 30.11.11 Functional  N/A N/A  

42. Multiloading CR System,  

Model:Direct View Max CR System 

K5241-1598 

01 03.07.2012 Functional  N/A N/A  

43. Radiation Survey Meter, Model: SM 5D 

S.No.SM5D120005 

01 03.10.2012 Functional  N/A N/A  

44. CR System, Model:CR 85-X Digitizer, 

S.No.6009 

01 26.11.2012 Functional  N/A N/A  

45. Portable Ultrasound with Color Doppler, 

Make:SSA-640A-VIAMO,S.No.E1G1244261, 270, 

271 

03 15.09.2012 Functional  N/A N/A  

46. Colour Doppler Ultrasound Machine, Model: 

Sonace R7,S.No.SOQQM3HF400117L 

01 23.09.2014 Functional  N/A N/A  

 Total 55      

 

Name of the Deptt.- Clinical Pathology & Haemotology, Total No. Of Equipments: 31. 

S. 

No. 

Name of the Equipments Qty Date of installation 

of each equipment 

Functional or Non 

Functional 

Time since 

Non 

functional 

Reason   for Non 

functional 

Remarks 

1 Coagulometer 01 06.01.04 Functional  N/A N/A  

2. Semi Automatic Coagulometer 01 18.01.05 Functional  N/A N/A  

3. Semi Auto Cell Counter Alcon 10 Model 871 02 21.09.01 Functional  N/A N/A  

4. Fully Auto Blood Cell Counter 01 26.08.05 Functional  N/A N/A  

5. Fully Auto Blood Cell Counter 02  31.10.06 Functional  N/A N/A  

6. ESR Analyzer 01 14.11.02 Functional  N/A N/A  

7. Semi Auto ESR Analyzer 01 18.10.05 Functional  N/A N/A  

8. Haemoglobin Variant Testing Machine 01 02.04.05 Functional  N/A N/A  
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9. Flow Cytometer 01 02.06.08 Functional  N/A N/A  

10. Binocular Research Microscope (NIKON) 01 10.04.03 Functional  N/A N/A  

11. Lab Freeze 01 19.04.04 Functional  N/A N/A  

12. Binocular Microscope 03 03.12.98 Functional  N/A N/A  

13. Semen Analyzer-I 01 06.09.02 Functional  N/A N/A  

14. Semen Analyzer-II 01 28.03.05 Functional  N/A N/A  

15. Super Sonic SUC-500 01 16.03.04 Functional  N/A N/A  

16. Urine Analyzer-I 01 27.09.02 Functional  N/A N/A  

17. Urine Analyzer-II 01 13.04.05 Functional  N/A N/A  

18. Ultra Sonic Washer SUC-500 02 25.03.09 Functional  N/A N/A  

19. Deep Freeze Model DF 8517 01 28.04.09 Functional  N/A N/A  

20 Water Purification RO Unit 2 03.03.2009 Functional  N/A N/A  

21 Cytocentrifuge Model 4332 1 12.02.2010 Functional  N/A N/A  

22 Automated Hematology Cell Counter M-16MGP 2 13.10.2010 Functional  N/A N/A  

23. Auto Loading  Urine Strip Analyzer, 

Model:Accurine 240,S.No.N 1400800H0203 

1 18.12.2014 Functional  N/A N/A  

24. Gross Station, Model:YSI-222Ex,S.No.14J0/03 1 15.11.2014 Functional  N/A N/A  

 Total 31      

 

Name of the Deptt.: FFOT/Surgical Deptt Total No. Of Equipments: 67 .        

S. 

No. 

Name of the Equipments Qty Date of installation 

of each equipment 

Functional or Non 

Functional 

Time since 

Non 

functional 

Reason   for Non 

functional 

Remarks 

1 High Pressure Autoclave Yorco 01 14.04.06 Functional  N/A N/A  

2 Laproscopic Surgery Set with accessories 01  12.08.08 Functional  N/A N/A  

3 Bench Top Autoclave 01 29.05.08 Functional  N/A N/A  

4 Phillips portable light 01 27.11.06 Functional  N/A N/A  
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5 Martin light portable 01 30.10.95 Functional  N/A N/A  

6 Martin Battery powered portable light 01 11.06.01 Functional  N/A N/A  

7 OT light Berchold Triple Combination 01 20.11.07 Functional  N/A N/A  

8 Harmonic Scalpel 01 16.02.04 Functional  N/A N/A  

9 Digital Image Management System 01 09.02.08 Functional  N/A N/A  

10 Sensor Scrub Station 02  16.05.04 Functional  N/A N/A  

11 CO2  insuffulator 01 07.05.05 Functional  N/A N/A  

12 Sigmoidoscope 01 26.07.03 Functional  N/A N/A  

13 Video Monitor Sony 01 11.02.04 Functional  N/A N/A  

 Dumat Suction irrigation 01 09.06.03 Functional  N/A N/A  

15. Alsa Diathermy 02 20.11.02 Functional  N/A N/A  

16 Electron Surgical Generator (Bowa) 01 23.06.08 Functional  N/A N/A  

17. Argon plasma Coagulation Unit 01 21.10.08 Functional  N/A N/A  

18. OT  Table Delta Classic 01 03.01.09 Functional  N/A N/A  

19 Renal transplant instruments 01 05.12.08 Functional  N/A N/A  

20 Telescope 0  5 degree mm 
                  30  5 degree mm 

01 28.09.06 

28.09.06 

Functional  N/A N/A  

21 Laparoscopic Surgery Set with accessories 01  07.02.95 Functional  N/A N/A  

22 Ultrasonic Cutting & Coagulation Devices 

(Harmonic Scalpe) with accessories 

1 01.01.2009 Functional  N/A N/A  

23 Hand Surugery set 2 29.04.2010 Functional  N/A N/A  

24 Portable OT Light Philips 3 02.06.2010 Functional  N/A N/A  

25 Elelctrosurgical cautry Vally Lab 1 22.06.2010 Functional  N/A N/A  

26 Retractor system for Andoominal Surgery 1 24.07.2010 Functional  N/A N/A  

27 Celon Precision RF Ablation set for varicose 

vein 

1 03.08.2010 Functional  N/A N/A  

28 Hot and Cold Strilizer 2 03.09.2010 Functional  N/A N/A  

29 Bench type Autoclave  4 24.12.2010 Functional  N/A N/A  
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30. Operating Loupes Set with light source 

including 4 loupes (Make:Heine) 

01 25.07.11 Functional  N/A N/A  

31. Washer Disinfector Model : G 7835 with 

accessories 

01 24.10.11 Functional  N/A N/A  

32. Cold Light Fountain for Lap.Surgery 

Model:300 Xenon Light Source with accessories 

01 10.08.2011 Functional  N/A N/A  

23. Electro Surgery Cautery Model: Martin ME 411 

230V S.No.ME 4110303112846 

01 17.12.2011 Functional  N/A N/A  

24. High Definition Camera with accessories 

Model:1188 S.No.101057494 

01 02.11.2011 Functional  N/A N/A  

25. Cystoscope Set 01 14.03.2012 Functional  N/A N/A  

26. Suction Irrigation unit with Aspiration 

Container 

01 07.03.2012 Functional  N/A N/A  

27. Suction Irrigation unit with Aspiration 

Container alongwith mobile stand 

01 07.03.2012 Functional  N/A N/A  

28. Operating Loupe Set with light source including 

4 loupes, Model: Xenon 1000 

S.Nos. 1200000439 

01 20.12.2011 Functional  N/A N/A  

29. Parts of Laparoscopic Bariatric Surgery Set 01 26.12.12 Functional  N/A N/A  

30. Electro Surgical Unit with accessories 

Model:Divlabs Trinity QRF,S.No.TY-

012028(QRF) 

TY012067(QRF)(FFOT&Minor OT-Surgery) 

02 06.09.2012 Functional  N/A N/A  

31. Parts of Laparoscopic Bariatic Surgery Set 1  26.12.12 Functional  N/A N/A  

32. Bench Top Autoclave with Accessories 

Model:SA 260 MA, S.No.100714001-001 

1  20.07.2013 Functional  N/A N/A  

33. Bench Top Autoclave, Model:SA 260 MA 

S.No.120405011-001(Emerg Room No.10) 

1 21.08.2012 Functional  N/A N/A  
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34. Washer Disinfector with accessories 

Model:G 7835, 51/74358131 

1 28.01.2013 Functional  N/A N/A  

35. Image Management System, Karl Storz AIDA 

Control Neo Unit, S.No.KSK 21085 

1 07.03.2012 Functional  N/A N/A  

36. Laproscopic Surgery Set 1  06.11.2013 Functional  N/A N/A  

37. Plasma Sterilizer, Model:Sterrad 100 NX 

S.No.1041120094 

1 07.10.2013 Functional  N/A N/A  

38. Operation Table, Model:Steris Surginox, Cat 

No.ST 4080/B202) Make:Steris,USA, 

S.No.15069 with accessories 

1 23.06.2012 Functional  N/A N/A  

39. Camera System for Lap Surgery,Model:1156 

08, 

S.No.115608014135(FFOT(Surg.) 

1 22.05.14 Functional  N/A N/A  

40. Combined Generator of Ultrasonic  and 

Advance Radio Frequency, S.No.1111406161 

01 05.06.2014 Functional  N/A N/A  

41. Portable Ultrasound & Colour Doppler System 

Model:Philips CX50,S.No.SG11405633 

01 22.09.2014 Functional  N/A N/A  

42. Portable Suction Machine, Model:SuperSuction 

4T EXP, S.No.468PM-04/14, 469PM-04/14 

02 27.10.2014 Functional  N/A N/A  

43. Portable OT Light, Model:Cooled LMS-19 with 

ULS 

02 15.09.2014 Functional  N/A N/A  

44. Defibrilator Defibrilator with monitor  & 

External Pacing Facility Model: Defimonitor 

EVO  

02 30.02.2015 Functional  N/A N/A  

 Total 67  Functional  N/A N/A  
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Name of the Deptt.  Surgical Emergency-12, Total No. of  Equipment-03 

S. 

No. 

Name of the Equipments Qty Date of installation 

of each equipment 

Functional or Non 

Functional 

Time since 

Non 

functional 

Reason   for Non 

functional 

Remarks 

1. Pediatric E. Ventilator 01 14.10.2004 Functional  N/A N/A  

2. Transport Ventilator model support Air Airox T4 01 29.07.2008 Functional  N/A N/A  

3. Portable ultrasound machine 01 5.2.2009 Functional  N/A N/A  

 Total 03  Functional  N/A N/A  

 

Name of the Deptt.  -Trauma OT 5TH Floor, Total No. of Equipment -21 

S.No

. 

Name of the Equipments Qty Date of installation 

of each equipment 

Functional or Non 

Functional 

Time since 

Non 

functional 

Reason   for Non 

functional 

Remarks 

1. Philips Monitor S.No. 8005A(MP60) 05 04.03.2009 Functional  N/A N/A  

2. New Anaesthesia Machine Draeger,Fabius 

S.No.ARZ 0205,0206,0207 

03 12.11.2008 Functional  N/A N/A  

3. Bowa Cautry, S.No.3500/336 and 681 M.S. 

Germany 

02 17.08.2009 

17.06.2008 

Functional  N/A N/A  

4. Ceiling Light S.No.590065-017860-64,5901065 

M.S. Berchtold GMBH & CO. 

03 06.05.2008 Functional  N/A N/A  

5. OT Table Surgery T.S. 200 S.N.0080 M.S. 

Takuchi M.Co. 

01 10.06.2008 Functional  N/A N/A  
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6. High Speed Sterilization Nat Steel, S.No.1915 01 24.06.2008 Functional  N/A N/A  

7. Operation Table, Model:Steris Surginox, Cat 

No.ST 4080/B202) Make:Steris,USA, 

S.No.15068 with accessories 

1 23.06.2012 Functional  N/A N/A  

8. Ventilator High End ICU,  

Model:PB 840, 

S.Nos.3121123870,3121124100,3121118350,31

21124370 

4 14.08.2013 Functional  N/A N/A  

9. Radiofrequency Generator,Model:G4 

Ver.2,S.No.G4-949 

1 14.10.2014 Functional  N/A N/A  

 Total 21      

 

Name of the Deptt.  FFOT( Anaesthesia)     Total No. Equipment -27 

S.No. Name of the Equipments Qty Date of installation 

of each equipment 

Functional or Non 

Functional 

Time since 

Non 

functional 

Reason   for Non 

functional 

Remarks 

1. Anaesthesia Machine Excel-210 02 15.03.1996 Functional  N/A N/A  

2. Philips Monitor ( Intellivi) 02  19.04.2007 Functional  N/A N/A  

3. Philips Monitor M3 01  17.02.2001 Functional  N/A N/A  

4. Defibrillator Monitor 01  21.01.2006 Functional  N/A N/A  

5. Laser Acupuncture Machine 01  03.05.2008 Functional  N/A N/A  

6 Portable Defibrilator 3 13.10.2010 Functional  N/A N/A  

7 Defibrillator with AED Philips 3 24.09.2010 Functional  N/A N/A  
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8 Defibrillator Monitor – Heartstart XL 2 23.09.2010 Functional  N/A N/A  

9 Cardiac Monitor with Defibrillator- 3 25.08.2010 Functional  N/A N/A  

10. Panoview Telescope,10mm diameter 04 16.10.2010 Functional  N/A N/A  

11. Portable Defibrillator Monitor 1 13.10.2010 Functional  N/A N/A  

12. Anaesthesia Work Station with accessories 

Model:Primus with Infinity Kappa 

01 28.09.11 Functional  N/A N/A  

13. Bronchofiberscope with Std set of 

accessories,S.No.2403179 

01 20.10.2014 Functional  N/A N/A  

14 Portable Ultrasound machine 2 31.03.2016 Functional  N/A N/A  

 Total 27      

 

Name of the Deptt.   Anaesthesia     Total No. Equipment-02 

S.No. Name of the Equipments Qty Date of installation 

of each equipment 

Functional or Non 

Functional 

Time since 

Non 

functional 

Reason   for Non 

functional 

Remarks 

1. Hyperbaric Oxygen Chamber (Bara Med) 
(S.No.102383.81) 

1 17.09.2005 Functional  N/A N/A  

2. Hyperbaric Oxygen Chamber(Vickers) 1 1989 Functional  N/A N/A  

 Total 2  Functional  N/A N/A  
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Name of the Deptt.   Swine Flu ICU     Total No. Equipment-01 

S.No. Name of the Equipments Qty Date of installation 

of each equipment 

Functional or Non 

Functional 

Time since 

Non 

functional 

Reason   for Non 

functional 

Remarks 

1. Bench Top Autoclave, Model:SA 260 MA 
S.No.120405011-10 

1 30.07.2012 Functional  N/A N/A  

 Total 1  Functional  N/A N/A  

 

Name of the Deptt.  BIO MEDICAL WASTE,  Total No. Equipment-02 

S. 

No. 

Name of the Equipments Qty Date of installation 

of each equipment 

Functional or Non 

Functional 

Time since 

Non 

functional 

Reason   for Non 

functional 

Remarks 

1. Shredder Machine Model SH-160 01 16.11.2009 Functional  N/A N/A  

2. Microwave Disinfection Device Complete 

Meteka Model: Medister 160 with standard 

accessories Sl. No. M1600701205 

01 18.11.2009 Functional  N/A N/A  

 Total 2  Functional  N/A N/A  

 

 

Name of the Deptt.- Blood Bank  Total No. Equipment-29. 

S. 

No. 

Name of the Equipments Qty Date of installation 

of each equipment 

Functional or Non 

Functional 

Time since 

Non 

functional 

Reason   for Non 

functional 

Remarks 

1. Electronic Centrifuge Counter Balance CB-30X 1 02.08.2010 Functional  N/A N/A  

2. Blood Bag Tube Sealer XS100T 2 13.05.2010 Functional  N/A N/A  
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3. Blood Collection Monitor & Mixer AE-500 2 17.11.2009 Functional  N/A N/A  

4. Deep Freezer 80 degree e 1 17.11.2009 Functional  N/A N/A  

5. Deep Freezer 40 degree 1 17.11.2009 Functional  N/A N/A  

6. Blood Component Separation Unit Cell counter 1 15.10.2009 Functional  N/A N/A  

7 Laminar Air Flow 1 05.10.2009 Functional  N/A N/A  

8 Portable Blood Donor chair with trolley 2 29.08.2009 Functional  N/A N/A  

9 Semi Automated NAT system 

 Model Procleis system 

1 29.07.2009 Functional  N/A N/A  

10 Fully Automatic Immunohematology work 

Analyser 

1 23.07.2009 Functional  N/A N/A  

11 Refrigerated Centrifuge Cryfuge 1 16.07.2009 Functional  N/A N/A  

12 Portable Refrigierated Blood transport Box CF-

32 

1 22.10.2008 Functional  N/A N/A  

13 Storage Refrigierator Revco  1 05.09.2009 Functional  N/A N/A  

14 Deep Freezer Revco 1740 1 05.09.2009 Functional  N/A N/A  

15 Blood Bank Refrigerator 2 22.08.2008 Functional  N/A N/A  

16. Remote Centralized temperature Monitoring 

System 

1 10.12.2011 Functional  N/A N/A  

17. Blood Mixer & Collector, Model:D601 1 28.03.2012 Functional  N/A N/A  
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S.No.12011075 

18. Sterile Connecting Device, Model: TSCD-II, 

S.No.1110012 

1 13.04.2012 Functional  N/A N/A  

19. Plasma Thawing Bath with accessories 

Model: Quick Thaw DH-8, S.No.1006183 

1 13.08.2012 Functional  N/A N/A  

20. Cryo Bath, Model : CB-100, S.No.1206219 1 11.10.2012 Functional  N/A N/A  

21. Bench Top Autoclave,Model:SA 260 MA 

S.No.120405011-08 

1 29.08.12 Functional  N/A N/A  

22. Blood Collection Mixer and Monitor, 

Model:D601,S.No.14041708,14041710 

2 05.06.2014 Functional  N/A N/A  

23 Blood Cell Separator Machine Model:OPTIA 

Sr. No.IP02660 

1 05.02.2015 Functional  N/A N/A  

24 PCB-RC12BP+CF600i for Cryofuge 

(20150375) 

01 27.05.2015 Functional  N/A N/A  

 Total 29  Functional  N/A N/A  

 

Name of the Deptt.  -Dental  Total No of Equipment-14 
 

S. 

No. 

Name of the Equipments Qty Date of installation 

of each equipment 

Functional or Non 

Functional 

Time since 

Non 

functional 

Reason   for Non 

functional 

Remarks 

1. Dental chair with dental X-ray 1 07.07.2009 Functional  N/A N/A  

2. Dental Chair Unit (Hygeinist) 1 12.06.2009 Functional  N/A N/A  

3. Dental chair Unit with Intro Oral X-ray 1 12.06.2009 Functional  N/A N/A  

4. Surgical Micromotor 

Surgic XT Plus Non Optic with accessories, 

S.No.01Y07226 & 01407735 

2 01.11.2012 Functional  N/A N/A  
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5. Bench Top Autoclave Model:SA 260 MA 

S.Nos.120405011-02,03,06,09 

4 19.09.2012 Functional  N/A N/A  

6. Endodontic Retreatment Kit 2 

set 

24.09.2013 Functional  N/A N/A  

7 Vatech EZ Sensor 

S. No. E150HDAB 13-11493 

1 05.03.2014 Functional  N/A N/A  

8 Aligent Mixer 02  Functional  N/A N/A  

 Total 14  Functional  N/A N/A  

 

Name of the Deptt. – Urology,  Total No. of Equipment -19    

S. 

No. 

Name of the Equipments Qty Date of installation 

of each equipment 

Functional or Non 

Functional 

Time since 

Non 

functional 

Reason   for Non 

functional 

Remarks 

1. Video Urodynamic System with clipper with 

starter kits 

1 28.12.2010 Functional  N/A N/A  

2. Plasma Kinetic Tissue Managemtn System 1 28.4.2010 Functional  N/A N/A  

3. Super Pulse with accessores and resection 1 28.4.2010 Functional  N/A N/A  

4. High Power KTP Lase GL-120 1 14.01.2010 Functional  N/A N/A  

5. Colour Doppler Ultrasound system-2202 1 13.11.2009 Functional  N/A N/A  

6. Flexible Ureteroscope with accessories 1 09.11.2009 Functional  N/A N/A  

7. High End Digital “C” Arm Image Intensifier. 

Model:DSA 20 with accessories 

1 07.06.2012 Functional  N/A N/A  
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8. Electrosurgical Unit, 

Model:VIO 300D with accessories 

S.No.11352317 & 11352316 

(New OT & Minor OT) 

2 23.10.12 & 

25.10.12 

Functional  N/A N/A  

9. EES Generator,S.No.1111220644 

New OT(Urology) 

1 

set 

23.04.2013 Functional  N/A N/A  

10. Open Surgical Instruments for Radical Prostrate 

Surgery(New OT,Urology) 

1 

lot 

05.02.2013 Functional  N/A N/A  

11. Optically controlled HF Unit Integrated with 

vessel sealing system 

S.No.ME40210603134535 

(New OT, Urology) 

1 

set 

10.05.2013 Functional  N/A N/A  

12. Paediatric Endoscope System 

(New OT,Urology) 

1 

Uni

t 

June 2013 Functional  N/A N/A  

13. Laprosocopic Surgery Set 

(New OT,Urology) 

 1 

Set 

03.12.2013 Functional  N/A N/A  

14. Cystoscope & TURP Instrument Set 2 

sets 

18.04.2013 Functional  N/A N/A  

15. High Speed Sterilizer Model: YSU-407 Sr. No. 

14H-331, 14H-332 (FFOT) and (NEW OT 

2se

t 

28.02.2015 Functional  N/A N/A  

16 Ceiling OT Light Model:X2C-X2C+HD Video 

Prep Sr. No. Dome1-D14.03.0966, Dome2-

D14.03.0967 

1 16.06.2014 Functional  N/A N/A  

 Total 19  Functional  N/A N/A  
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Name of the Deptt. – Medicine, Total No. of Equipment-21  

    

S. 

No. 

Name of the Equipments Qty Date of installation 

of each equipment 

Functional or Non 

Functional 

Time since 

Non 

functional 

Reason   for Non 

functional 

Remarks 

1. Portable Ultrasound Machine Model :Sonoce XI 

with CVT (wd-11) 

01 27.09.2010 Functional  N/A N/A  

2. Defibrillator/ECG Monitor with External 

Pacemaker Model:Defigard 400 Bi-phasic 

Defibrillator. S.No.J12C035, J12C036,J12C039, 

J12C040, J12C041, J12C042,J12C043 

Wd 7,8,9,10,11,12,C2F 

07 Jan 2013 Functional  N/A N/A  

3. Pentax Video Bronchoscope(Therapeutic)Adult 

with accessories Model:EB-1970TK 

S.No.G120224 

Video Processor with light source with 

accessories 

Model:EPK-100p, S.No.EC012937 

01 27.06.2013 

27.06.2013 

Functional  N/A N/A  

4. Bi-Pap Machine, Model:Floton ST-25, 

S.No.10510000A329, 10510000A330 

MICU(Nursing Home) 

02 01.09.2013 Functional  N/A N/A  

5 Defibrillator with ECG monitor (HPhilips 

Heartstart MRX) 

01 10.09.2015 Functional  N/A N/A  

6 Portable Ventilators 08 24.02.2016 Functional  N/A N/A  

 Total 20  Functional  N/A N/A  
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Name of the Deptt.  Psychiatric    Total No. of Equipment-05  

    

S. 

No. 

Name of the Equipments Qty Date of installation 

of each equipment 

Functional or Non 

Functional 

Time since 

Non 

functional 

Reason   for Non 

functional 

Remarks 

1. Biofeedback Biotrainers comprising of 

1.Medicaid’s GSR (GBH 2000)-

S.No.CB790712 & GB800712 

2.EMG(MBF-4000)Biofeedback 

Biometer,S.No.EM820812 & EM830812 

02  26.12.2012 Functional  N/A N/A  

2. Defibrillator/Monitor 

Model:Philips Heartstart XL 

S.No.US00601454 

1 25.01.2013 Functional  N/A N/A  

3. Transportable Vital Sign Portable Monitor 

Model:SV 12-Sure View 

S.No.12NT01246 

1 05.04.2013 Functional  N/A N/A  

4. ECT Machine(Ultra Brief Pulse) Model:UBE-

409 with 8 ECG Channel Sr. No.UB91469  

1 22.01.2015 Functional  N/A N/A  

5.    Functional  N/A N/A  

 Total 05      

 

Name of the Deptt.  Trauma ICU    Total No. of Equipment -03     

S. 

No. 

Name of the Equipments Qty Date of installation 

of each equipment 

Functional or Non 

Functional 

Time since 

Non 

functional 

Reason   for Non 

functional 

Remarks 
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1. Cardiac Message and Ventilation 

Model:ANIMAX,S.No.Z100111004 

1 29.01.2013 Functional  N/A N/A  

2. Bench Top Autoclave, Model:SA 260 MA 

S.No.120405011-04 

1 12.07.2012 Functional  N/A N/A  

3. Defibrilator with Mnitor & External Pacing 

Facility Model Defimonitor EVO 

1 30.02.2015 Functional  N/A N/A  

 Total 3      

 

Name of the Deptt.  Trauma RR, Total No. of Equipment -12     

S. 

No. 

Name of the Equipments Qty Date of installation 

of each equipment 

Functional or Non 

Functional 

Time since 

Non 

functional 

Reason   for Non 

functional 

Remarks 

1. Multi Parameter Monitor 

Model:Beneview T8 

6 10.04.2013 Functional  N/A N/A  

2. Ventilator High End ICU, Model:PB840 

S.Nos.3121124220, 3121120190, 

3121115900, 3121118670, 3121120900 

5 09.03.2013 Functional  N/A N/A  

3. ECG Machine, Model:9108 

S.No.DUTB2L1784 

1 17.06.2013 Functional  N/A N/A  

 Total 12      

 

Name of the Deptt.  Trauma Neurosurgery, 3rd Floor; Total No. of Equipment-08     

S. 

No. 

Name of the Equipments Qty Date of installation 

of each equipment 

Functional or Non 

Functional 

Time since 

Non 

functional 

Reason   for Non 

functional 

Remarks 
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1. Crash Cart, Model:MX 37 ANE 

S.No.BM13-06409, BM13-06410 

2 20.11.2013 Functional  N/A N/A  

2. Portable Ventilator, Model:LTV-1000 

S.No.A55680, A57617 

2 14.06.2013 Functional  N/A N/A  

3. Ventilator High End ICU,Model:PB840 2 19.05.2014 Functional  N/A N/A  

4. ICU Ventilator Model: Graphnet Advance 

Sr.140410261081Aiv, 

140210871081AIV,140210991081AIV,1402106

71081Aiv  

2 06.01.2015 Functional  N/A N/A  

 Total 08      

 

Name of the Deptt.  CMO Room Total No. of Equipment -10  

    

S. 

No. 

Name of the Equipments Qty Date of installation 

of each equipment 

Functional or Non 

Functional 

Time since 

Non 

functional 

Reason   for Non 

functional 

Remarks 

1. Emergency Patient Trolley, 

Model:Emergo 6370 

S.No.120112-9638,9633,9645,9636,9647, 

9642,9626,9634,9646,9631 

10 10.12.2013 Functional  N/A N/A  

 Total 10      
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Name of the Deptt.  New Emergency Care Centre; Total No. of Equipment -19 

S. 

No. 

Name of the Equipments Qty Date of installation 

of each equipment 

Functional or Non 

Functional 

Time since 

Non 

functional 

Reason   for Non 

functional 

Remarks 

1. Emergency Patient Trolley, 

Model:Emergo 6370(Caretaker Room) 

S.No.120112-9621,9622,9623,9624,9625, 

9627,9628,9629,9630,9321,9635,9637,9639, 

9640,9641,9643,9644,9648,9649 

19 13.08.2014 Functional  N/A N/A  

 Total 19      

Name of the Deptt.  SFICU Total No. of Equipment-01     

S. 

No. 

Name of the Equipments Qty Date of installation 

of each equipment 

Functional or Non 

Functional 

Time since 

Non 

functional 

Reason   for Non 

functional 

Remarks 

1. Defibrillator with Monitor & External Pacing 

Facility Model: Defimonitor EVO  

1 30.02.2015 Functional  N/A N/A  

 Total 01  Functional  N/A N/A  

 

Name of the Deptt.  Ward-13; Total No. of Equipment-02     

S. 

No. 

Name of the Equipments Qty Date of 

installation of 

each equipment 

Functional or Non 

Functional 

Time since 

Non 

functional 

Reason   for Non 

functional 

Remarks 

1. ICU Ventilator Model: Graph net Advance 

Sr.140410261081Aiv, 

140210871081AIV,140210991081AIV,140210671081Aiv 

2 05.12.2014 Functional  N/A N/A  

 Total 02      
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Name of the Deptt.  Trauma Manifold (Anaesthesia) Total No. of Equipment-01 
     

S. 

No. 

Name of the Equipments Qty Date of 

installation of 

each equipment 

Functional or Non 

Functional 

Time since 

Non 

functional 

Reason   for Non 

functional 

Remarks 

1. Duplex Lubricated Medical Rotary Vacuum System 01 20.07.2015 Functional  N/A N/A  

 Total 01      

 

Name of the Deptt.  Orthopedics Total No. of Equipment -01 
     

S. 

No. 

Name of the Equipments Qty Date of 

installation of 

each equipment 

Functional or Non 

Functional 

Time since 

Non 

functional 

Reason   for Non 

functional 

Remarks 

1. Electro Surgical Cutlery With accessories Model System 

2450 

01 01.10.2015 Functional  N/A N/A  

 Total 01      

 

Name of the Deptt.  Wd-17 Total No.- Total No. of Equipment -01 
     

S. 

No. 

Name of the Equipments Qty Date of 

installation of 

each equipment 

Functional or Non 

Functional 

Time since 

Non 

functional 

Reason   for Non 

functional 

Remarks 

1. HDU Bed With accessories Model:AICU 1005 Intracare 5 

Series 

01 08.08.2015 Functional  N/A N/A  

 Total 01      
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Name of the Deptt.  Wd-20A; Total No. of Equipment-01 
     

S. 

No. 

Name of the Equipments Qty Date of 

installation of 

each equipment 

Functional or Non 

Functional 

Time since 

Non 

functional 

Reason   for Non 

functional 

Remarks 

1. HDU BED with accessories Model:AICU1005 Intracare 5 

Series 

01 08.08.2015 Functional  N/A N/A  

 Total 01      

Name of the Deptt. 5th Floor ECS; Total No. of Equipment-06     

S. 

No. 

Name of the Equipments Qty Date of 

installation of 

each equipment 

Functional or Non 

Functional 

Time since 

Non 

functional 

Reason   for Non 

functional 

Remarks 

1. Primus with Omega-S Sr. No.ASFL-0108 to ASFL-0111 04 11.03.2015 OT 

5th Floor ECS 

and FFOT 

Functional  N/A N/A  

2 Defibrilator with ECG Monitor 2 30.10.2014 Functional  N/A N/A  

 Total 06      

 

 

Name of the Deptt. Surgical ICU ECS Building ;   Total No. of Equipment-02     

S. 

No. 

Name of the Equipments Qty Date of 

installation of 

each equipment 

Functional or Non 

Functional 

Time since 

Non 

functional 

Reason   for Non 

functional 

Remarks 

1. High Speed Autoclave 02 20.11.2015 Functional  N/A N/A  
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2 Complete Monitoring System set 01 01.04.2016 Functional  N/A N/A  

 Total 02      

Name of the Deptt. Ground  Floor ECS; Total No. of Equipment-16 
     

S. 

No. 

Name of the Equipments Qty Date of 

installation of 

each equipment 

Functional  N/A N/A  

1. Hospital Beds( With Model & Sl. No) 

Model OEW 01 

16 05.12.2015 

Ground Floor 

ECS a 

Functional  N/A N/A  

 Total 16      

 

Name of the Deptt. Nursing Home Total No. of Equipment -06 
     

S. 

No. 

Name of the Equipments Qt

y 

Date of 

installation of 

each 

equipment 

Functional  N/A N/A  

1. DVT Pumps -3 Nos Thing length seeve-S.No 

V1531841SX, 

V1531802SX.V1531832SX,V1531822SX,V1526527

SX, & V1531835SX 

06 20.11.2015 

.Nursing Home 

Functional  N/A N/A  

 Total 06      
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DR. RAM MANOHAR LOHIA HOSPITAL NEW DELHI 

S. No. NAME OF THE DEPARTMENT No. of life saving equipment  costing 

more than Rs. One lakh  

1.  Respiratory Lab 07 

2.  Nursing Home 49 

3.  GFOT 50 

4.  Emergency OT 18 

5.  New OT 54 

6.  ENT Deptt 43 

7.  Burns & Plastic 35 

8.  Trauma 5th floor/ortho/ 66 

9.  Trauma GF 25 

10.  Neurology 9 

11.  Bio-chemistry Lab 28 

12.  Eye Deptt 40 

13.  Physiotherapy 22 

14.  MNH (Labour Room) 2 

15.  Cytology Lab 4 

16.  CSSD 6 

17.  Histopathology Lab 23 

18.  CTVS OT 137 

19.  Gynae Deptt 16 

20.  Mat. OT 6 

21.  Skin & STD 19 

22.  Endoscopy 16 
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23.  Microbiology 52 

24.  Cardiology 77 

25.  Nephrology 57 

26.  Pediatrics/Neonatology/Paed Surgery 138 

27.  Radiology Deptt 52 

28.  Pathology Lab 31 

29.  FFOT/Surgery 75 

30.  Surgical Emergency -12 3 

31.  Trauma OT 21 

32.  FFOT (Anesthesia) 27 

33.  Anesthesia 2 

34.  Swine Flu ICU 1 

35.  Bio-Medical Waste Deptt 2 
36.  Blood Bank 29 

37.  Dental 14 

38.  Urology 19 

39.  Medicine 21 

40.  Psychiatry 5 

41.  Trauma ICU 3 

42.  Trauma RR 12 

43.  Trauma Neurosurgery  3rd Floor 8 

44.  CMO Room 10 

45.  New Emergency Care Centre 19 

46.  SFICU 01 

47.  Wd-13 02 

48.  Trauma Manifold (Anesthesia)  02 

49.  Orthopedics 01 
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50.  Wd-17 01 

51.  Wd-20A 01 

52.  OT 5th floor ECS Building  06 

53.  SICU 02 

54.  Ground Floor ECS Building  16 

55.  Nursing Home 06 

56.  Gynea 05 

57.  ECs RR 06 

 Total Equipment 1402 

 

 

 


